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LIMITED WARRANTY & LIMITATION OF LIABILITY 



Each Fluke product is warranted to be free from defects in material and workmanship under 
normal use and service. The warranty period is one year and begins on the date of shipment. 
Parts, product repairs and services are warranted for 90 days. This warranty extends only to the 
original buyer or end-user customer of a Fluke authorized reseller, and does not apply to fuses, 
disposable batteries or to any product which, in Fluke’s opinion, has been misused, altered, 
neglected or damaged by accident or abnormal conditions of operation or handling. Fluke 
warrants that software will operate substantially in accordance with its functional specifications for 
90 days and that it has been properly recorded on non-defective media. Fluke does not warrant 
that software will be error free or operate without interruption. 

Fluke authorized resellers shall extend this warranty on new and unused products to end-user 
customers only but have no authority to extend a greater or different warranty on behalf of Fluke. 
Warranty support is available if product is purchased through a Fluke authorized sales outlet or 
Buyer has paid the applicable international price. Fluke reserves the right to invoice Buyer for 
importation costs of repair/replacement parts when product purchased in one country is submitted 
for repair in another country. 

Fluke’s warranty obligation is limited, at Fluke’s option, to refund of the purchase price, free of 
charge repair, or replacement of a defective product which is returned to a Fluke authorized 
service center within the warranty period. 

To obtain warranty service, contact your nearest Fluke authorized service center or send the 
product, with a description of the difficulty, postage and insurance prepaid (FOB Destination), to 
the nearest Fluke authorized service center. Fluke assumes no risk for damage in transit. 
Following warranty repair, the product will be returned to Buyer, transportation prepaid (FOB 
Destination). If Fluke determines that the failure was caused by misuse, alteration, accident or 
abnormal condition of operation or handling. Fluke will provide an estimate of repair costs and 
obtain authorization before commencing the work. Following repair, the product will be returned to 
the Buyer transportation prepaid and the Buyer will be billed for the repair and return 
transportation charges (FOB Shipping Point). 

THIS WARRANTY IS BUYER’S SOLE AND EXCLUSIVE REMEDY AND IS IN LIEU OF ALL 
OTHER WARRANTIES, EXPRESS OR IMPLIED, INCLUDING BUT NOT LIMITED TO ANY 
IMPLIED WARRANTY OF MERCHANTABILITY OR FITNESS FOR A PARTICULAR PURPOSE. 
FLUKE SHALL NOT BE LIABLE FOR ANY SPECIAL, INDIRECT, INCIDENTAL OR 
CONSEOUENTIAL DAMAGES OR LOSSES, INCLUDING LOSS OF DATA, WHETHER 
ARISING FROM BREACH OF WARRANTY OR BASED ON CONTRACT, TORT, RELIANCE OR 
ANY OTHER THEORY. 

Since some countries or states do not allow limitation of the term of an implied warranty, or 
exclusion or limitation of incidental or consequential damages, the limitations and exclusions of 
this warranty may not apply to every buyer. If any provision of this Warranty is held invalid or 
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Declaration of the Manufacturer or Importer 

We hereby certify that the Fluke Models 732B and 734A are in compliance with BMPT Vfg 
243/1991 and is RFI suppressed. The normal operation of some equipment (e.g. signal 
generators) may be subject to specific restrictions. Please observe the notices in the users 
manual. The marketing and sales of the equipment was reported to the Central Office for 
Telecommunication Permits (BZT). The right to retest this equipment to verify compliance with the 
regulation was given to the BZT. 



Bescheinigung des Herstellers/Importeurs 

Fliermit wird bescheinigt, dap Fluke Models 732B und 734A in Ubereinstimmung mit den 
Bestimmungen der BMPT-AmtsbIVfg 243/1991 funk-entstdrt 1st. Der vorschriftsmaBige Betrieb 
mancher Cerate (z.B. MeBsender) kann allerdings gewissen Einschrankungen unterliegen. 
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in der Telekcommunikation wurde das Inverkehrbringen dieses Cerates angezeigt und die 
Berechtigung zur Uberprufung der Serie auf Einhaltung der Bestimmungen eingeraumt. 

Fluke Corporation 



Electromagnetic Compatibility 

This instrument is designed to operate in Standards Laboratory environments where the radio 
frequency (RF) environments is highly controlled. If used in areas of high RF, there could be errors 
in measurements. 




Safety Summary 

Safety Terms in this Manuai 

Instrument models described in this manuai (Modeis 732B and 734A) have been designed 
and tested in accordance with I EC Pubiication 348, Safety Requirements for Eiectronic 
Measuring Apparatus. This Instruction Manuai contains information, warnings, and cautions 
that must be foiiowed to ensure safe operation and to maintain the instrument in a safe 
condition. Use of these instruments in a manner mot specified herein may impair the 
protection by the instrument. 

Warning statements identify conditions or practices that couid resuit in personai injury or 
ioss of iife. 

Caution statements identify conditions or practices that couid resuit in damage to the 
equipment. 

Symbols Marked on Equipment 



o 

ih 

A 



Power Off Switch Position 

Power On Switch Position 
Ground (Earth) Terminal 

Attention — refer to the manual. This symbol indicates that 
information about the use of a feature is contained in the manual. 



Power Source 

The instruments are intended to operate from a power source that will not apply more 
than 264V ac rms between the supply conductors or between either supply conductor and 
ground. A protective ground connection by way of the grounding conductor in the power 
cord is essential for safe operation. 



Use the Proper Fuse 

To avoid fire hazard, use only a fuse identical in type, voltage rating, and current rating 
as specified on the rear panel fuse rating label. Never bypass a fuse by shorting across 
the fuse terminals. 



Grounding the Standard 

These are Safety Class I (grounded enclosure) instruments as defined in lEC 348. To 
avoid electrical shock, plug the power cord into a properly wired earth grounded 
receptacle, or ground the GROUND binding post before connecting anything to any of 
the instrument binding posts. A protective ground connection by way of the grounding 
conductor in the power cord is essential for safe operation when using ac line power. 

Use the Proper Power Cord 

Use only the power cord and connector appropriate for the voltage and plug 
configuration in your country. 

Use only a power cord that is in good condition. 

Refer cord and connector changes to qualified service personnel. 




Do Not Operate in Explosive Atmospheres 

To avoid explosion, do not operate the instrument in an atmosphere of explosive gas. 

Do Not Attempt to Operate if Protection May be impaired 

If the instrument appears damaged or operates abnormally, protection may he impaired. 
Do not attempt to operate it. When is douht, have the instrument serviced. 

Use Care When Servicing with Power On 

High voltages exist at several points inside the instrument. To avoid personal injury, do 
not touch exposed connections and components while power is on. Disconnect line cord 
and battery power before removing protective panels, soldering, or replacing 
components. 
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Introduction and Specifications -A 

Introduction I 



Introduction 



1 - 1 . 



Caution 

Set the rear panel BAT switch to ^ (on) before connecting AC 
power. This is required for proper instrument operation. If your 
732B was shipped cold, you will need to calibrate it against a 
traceable standard as described in Section 5 before you begin 
using it. For best results, leave the standard powered for a 
minimum of 14 days before you calibrate and begin using it. 

Model 732B is a dc voltage laboratory standard that produces reference voltages of lOV 
and 1.018V. Model 734A contains four 732B DC Standards in a chassis. The 732B is 
highly stable, rugged and transportable. Its lOV output excels in stability, and can be 
used as your direct link in the traceability chain to national standards. You can use the 
732B 1.018V output to transfer the "volt" at the 1.018V level from one set of saturated 
standard cells to another. You can also use the 1.018V output as a working standard with 
older equipment that requires a standard cell voltage input. 

The lOV output’s long-term stability, predictable drift rate, low uncertainty, convenient 
level, and immunity to accidental damage make the 732B or 734A the preferred artifact 
for maintaining a local standard of voltage. With time characterization (Calibration 
Option 732B-100) the drift rate for the lOV output is given. This reduces the lOV output 
uncertainty from 2 ppm/year to 1 ppm/year. 

All outputs of the 732B can withstand short circuit indefinitely, without damage to the 
instrument or disruption of the state of calibration. Recovery time for a momentary short 
is less than 2 minutes; for an extended short, recovery time is less than 2 hours. 

To maintain calibration as a traceable standard, the 732B must continue to receive 
uninterrupted operating voltage from ac line power or from the internal battery. If 
battery voltage drops too low, the front panel IN CAL indicator goes out and 
recalibration is required. 

The internal rechargeable battery (if switched on) protects the standard from line power 
interruption and provides power for hot shipment (shipment under power). The 732B 
outputs are unaffected as you change between battery or ac line power. Battery operation 
with a fully charged battery lasts at least 72 hours. You can extend battery operation by 
connecting an external 12V battery such as Model 732B-7001 to the rear panel 
MONITOR/EXT BAT IN connector. Plugging the 732B into ac line power for 24 hours 
fully recharges the internal battery. 

Four front panel indicators show operating status. Model 732B-7001 External Battery 
and Charger has all but the IN CAL indicator. 

• AC PWR lights when the 732B is connected to ac line power. 

• IN CAL goes out to warn you when the 732B may have lost its calibration. This 
indicator responds to an excessively large drop in battery voltage or a large change 
in oven temperature. If battery voltage falls below the level needed to keep the 732B 
working normally, the IN CAL indicator extinguishes, indicating a loss of the state 
of calibration. Once power is restored and the output has been verified, you can reset 
the IN CAL indicator. 



Note 

An illuminated IN CAL indicator is not sufficient by itself to indicate the 
732B satisfies the specifications of section 1-12. See Calibration label on 
front of the 732B for calibration due date. 
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• LOW BAT blinks to warn you to plug the line cord into ac power when only a few 
hours of battery operation remain. 

• CHARGE lights when the battery is being recharged in constant-current charge 
mode, and is off when the battery is charged to the 90% level. At 90% of full charge, 
a float charge completes and maintains full charge. 

You can monitor the oven temperature by measuring the resistance of the oven 

temperature thermistor through the rear panel MONITOR/EXT BAT IN connector. 

Instructions for using this connector are in Section 3. 



Hardware Options 1-2. 

Table 1-1 summarizes hardware options for the 732B DC Standard. Calibration Options 
are described further on in this section. 



Table 1-1. 732B/734A Hardware Options and Accessories 



Model Number 


Name 


734A-7001 


Instrument Enclosure 


732B-7001 


External Battery and Charger 


732B-7002 


Transit Case for two 732Bs or 732B-7001s 


Y734 


Rack Mount Kit for 734A or 734A-7001 



734A-7001 Instrument Enclosure 1-3. 

The Model 734A DC Reference Standard is made up of one 734A-7001 Instrument 
Enclosure and four 732B DC Standards. The Model 734A-7001 can be purchased 
separately as needed for your application. The enclosure securely holds up to four 732B 
DC Standards and/or 732B-7001 External Battery/Chargers (described next). 

An ac power bus inside the 734A-7001 enclosure powers up to four 732B units with only 
one ac line cord. Using the enclosure allows you to rack mount 732Bs. (See Y734 Rack 
Mount Kit.) 

723B-7001 External Battery and Charger 1-4. 

The Model 732B-7001 External Battery and Charger is contained in the same enclosure 
as the 732B. This means it fits into and is powered by the 734A-7001 Instrument 
Enclosure just like a 732B DC Standard. 

When the external battery is completely charged and connected to a completely charged 
732B, it increases 732B battery operating time from 72 to 130 hours. Just as in the 732B, 
the charger in the 732B-7001 takes 36 hours to completely charge the battery (with no 
load on the battery). Refer to Section 3 for information about interconnecting 732Bs and 
732B-7001S. 

Accessory Y734 Rack Mount Kit 1-5. 

To rack mount a 732B, use the 734A-7001 Instrument Enclosure (standard equipment 
with Model 734A). Use Accessory Y734 Rack Mount Kit to mount the enclosure in a 
rack. Outside dimensions of the 732B and 734A are shown in the specifications at the 
end of this section. Instructions for rack mounting the 734A-7001 Instrument Enclosure 
are packed with the kit. 
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Calibration Options 1-6. 

Unless requested at time of order, the 732B is shipped cold (not under battery power) 
and will need to he calibrated on receipt. A procedure to calibrate a 732B using a 
reference 732B as a transfer standard is provided in Section 5. After calibration, the 
732B must be kept powered by ac power or battery, even during shipment. Fluke 
calibration services that are available for the 732B are described next. 

Note 

Contact a Fluke Sales or Service Center for price and delivery information 
about 732B calibration options. Addresses for Fluke Service Centers are 
provided following the parts lists in Section 6. 



732B-000 Special Calibration 1-7. 

If you ordered Option 732B-000, the standard is shipped to you hot with a calibration 
report that assigns a value to the lOV output. This calibration meets or exceeds the 
requirements of MIL- STD-45 662 A. 



732B-100 Special Calibration and Drift Characterization 1-8. 

If you ordered Option 732B-100, the standard is shipped to you hot with a calibration 
report that assigns a value to the lOV output. This calibration meets or exceeds the 
requirements of MIL-STD-45662A. In addition, a calibration report shows the predicted 
output on the 1st of each month for the 12 months following shipment. 



732B-200 On-Site Calibration 1-9. 

Option 732B-200 is the Fluke Direct Volt Maintenance Program, as has been applied to 

other Fluke dc standards equipment. This program works as follows: 

1 . Fluke hot-ships a Fluke-owned transfer standard with all the necessary 
interconnecting cables and clear instructions. 

2. You make a series of comparisons over five days and send your data to Fluke. 

3. Fluke sends you a calibration report that assigns a value to your 732B lOV output 
relative to the Fluke Volt. The Fluke Volt is maintained by means of a Josephson 
Junction array in the Fluke Primary Standards laboratory. Periodic transfers to NIST 
also maintain traceability to the U.S. Legal Volt (at greater uncertainty) for those 
who are required to maintain NIST traceability. 



Warranty Information 1-10. 

The warranty that applies to your Fluke product appears at the front of this manual. 
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Service and Reshipment information 1-1 1. 

/K Warning 

Service procedures, including replacing the batteries, are to be 
done by qualified service personnel only. To avoid electric 
shock or fire, do not service the 732B unless you are qualified 
to do so. 

If your standard ever needs service, you may return it to Fluke for Warranty or after- 
warranty repair. Addresses for authorized service centers are in Section 6. If you are 
qualified to troubleshoot electronic equipment, you can refer to Section 5 for theory, 
troubleshooting, and calibration information. Schematic diagrams are in Section 7. 

The 732B and 734A are designed to withstand the shock and vibration of air and ground 
shipment, provided that you protect the equipment with a proper shipping container. 
When you return a 732B or 734A to Fluke for service or calibration, use the original 
shipping carton, a replacement carton obtained from Fluke, or the accessory transit case. 
Transit Case Model 732B-7002 holds two 732B DC Standards or 732B-7001 External 
B attery/Charger s . 



Caution 

Do not charge a 732B or 732B-7001 while it is in the transit 
case. Doing so can cause overheating and possible equipment 
damage, and in the case of the 732B, loss of the state of 
calibration. 



Specifications 1-12. 

Output Voltages 

lOV and 1.018V are provided at separate binding post pairs with the following 
characteristics: 



Note 

A potential difference of approximately <200 juV exists between the 
floating 1.018V LO and lOV LO terminals. Consequently, buck 
measurements cannot be made between these sources without taking this 
into account. 



1-6 





Introduction and Specifications -A 

Specifications I 



Stability 

Stability for a given period of time is defined as the output uncertainty minus the 
calibration uncertainty at the 99% Confidence Level. When the output voltage is 
characterized by a regression model, stability is given by the following equation: 
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where b = slope of regression in ppm/year 

S-| = standard deviation about the regression (SDEV) 

Sra = SDEV of data filtered with 7-day moving average filter (MAE) 
P = Period of time under consideration in days 
3F = mean time for regession data 
n = 1 80 period (typically 2 meassurements per day) 

Xj = jth period 

X-| = time at beginning of data 



Each data point for the computation of the regression parameters is the average voltage 
of 50 readings taken in a 50-second measurement period. 



Stability for the 732B outputs at 23 ±1°C is specified as follows: 



Output Voltage 


Stability (± ppm) 


30 Days 


90 Days 


1 Year 


lOV 


0.3 


0.8 


2.0 


1.018V 


0.8 


NA 


NA 



Noise at the Output Terminals 

Output noise is specified for both day-to-day observations and for short-term 
observations. The former is given by the standard deviation of a 90-day regression 
model. The latter is in terms of its rms value in a bandwidth as follows: 



Output Voltage 


Si (± ppm) 


Sra (± PP"!) 


Noise (0.01 Hz to 10 
Hz (± ppm rms) 


lOV 


0.068 


0.05 


0.06 


1.018V 


0.1 


NA 


0.03 



Output Current and Limits 



Output Voltage 


Output Current Limit 


Output Impedance 


lOV 


12 mA (Note) 


< 1 mii 


1.018V 


20 pA 


< 1 kil 


Note: Limit eutput current to < 0.1 mA to reaiize 72 hour battery operation. 
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Output Adjustability 

- 1 OV : 0. 1 5 ppm resolution 

- 1.018V: Set at nominal ±1 mV. No adjustment is provided. 

The lOV adjustment is done with a set of four decade-control switches with a range of at 
least 4 mV. 



Retrace (Hysteresis) Error 



The following table shows the change in lOV output voltage following a power outage 
(with the battery turned off) with temperature held constant in the normal operating 
range. 



Period that Power is Turned Off 


Change in 10V Output Value 


10 minutes or less 


<±0.1 ppm 


10 minutes to 24 hours 


< ±0.25 ppm 



Stabilization Time Requirements 

The following information specifies the warmup times required after ac line and battery 
power has been turned off. The IN CAL indicator will be off, and recalibration will be 
necessary. The previously specified retrace error specification can be used in the case of 
brief power interruptions. 

With no power interruption: No stabilization time is required after moving into 

another environment. 

Power off for less than 1 hour: 1-hour warmup required 

Power off for 1 to 24 hours: 24-hour warmup required 

Electromagnetic Compatibility 

This instrument is designed to operate in Standards Laboratory environments where the 
radio frequency (RF) environment is highly controlled. If used in environments with 
field strengths >0.18 V/m, there could be errors in measurements. 



Temperature Coefficient (TC) of Output 

In the temperature range of 15°C to 35°C, the magnitude of the TC is bounded by the 
following: 

- lOV Output: TC < 0.04 ppm/°C 

- 1.018V Output: TC< 0.1 ppm/°C 



Load Regulation 



10V Output Load Change 


Maximum 10V Output Change 


0 mA to 1 2 mA (no load to full load) 


±1 ppm 


0 mA to 2 mA 


±0.1 ppm 
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Line Regulation 

The outputs will change no more than 0.05 ppm for any 10% line voltage change or for 
the entire operating range of the battery. 



Output Protection 

All outputs can he shorted indefinitely without damage to the instrument. The lOV 
output can withstand voltages from other sources as follows: 

1 . For voltages < 220V dc, the unit is protected for up to 50 mA continuous current. 

2. For voltage < 1 lOOV dc, the unit is protected for up to 25 mA continuous current or 
up to 0.6 joules for short periods of time. 



Environment 





Temperature Range 


Relative Humidity 


Altitude 


Normal Operation 


15°C to 35°C 


1 5% to 80% 


0 to 6,000 ft 


Safe Operatien 


0°C to 50°C 


1 5% to 90% 


Oto 10,000 ft 


Storage (With battery 
remeved) 


-49°C to 50°C 


Noncondensing 


0 to 40,000 ft 



Compliance to Standards 

ANSI/ISA-S82 
CSA C22.2#231 
IEC348 
lEC 1010 
UL 1244 



Line Power Requirements 

Line voltage is accepted in the two ranges 90 to 132V and 180 to 264V, at 47 to 63 Hz as 
shown in the table below. AC line current at 120V ac is 0.13A. 



732B Line Voltage Setting 


Line Voltage Accepted 


Frequency Accepted 


100V 


90 to 110V 


47 to 63 Hz 


120V 


108 to 132V 


47 to 63 Hz 


220V 


180 to 235V 


47 to 63 Hz 


240V 


225 to 264V 


47 to 63 Hz 



Battery Operation 

When fully charged, the internal batteries will operate the 732B for a minimum of 72 
hours at 23 ±5°C, with 0 to 0.1 mA current drain at the lOV output. Model 732B-7001 
contains the same battery and charger as Model 732B. 
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Charging Time 

The batteries are rechargeable in less than 36 hours with a self-contained automatic 
battery charger. 



External DC Input 

A rear panel input for external 12 to 15V dc allows for powering the 732B indefinitely. 
The dc source must be rated for 300 mA or more. 



Isolation 

The resistance from any of the 732B binding posts to earth (chassis) ground or to ac line 
power is greater than 10,000 Mf2 shunted by less than 1000 pF. 

Guard and Ground Terminals 

Chassis ground connections are provided on both the front and rear panels. Access to the 
internal guard is provided by a front panel binding post. 



Mechanical Specifications 





Model 734A* 


Model 732B* 


Model 732B-7001 


Height 


17.8 cm (7.0 in) 


13.4 cm (5.28 in) 


13.4 cm (5.28 in) 


Width 


43.2 cm (17.0 in) 


9.8 cm (3.85 in) 


9.8 cm (3.85 in) 


Depth 


50.3 cm (19.8 in) inciuding handies 


40.6 cm (16.0 in) 


40.6 cm (16.0 in) 


Weight 


30.4 kg (67 ib) 


5.91 kg (13 ib) 


5.91 kg (13 ib) 


Refer to Figure 1-1. 
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Figure 1-1. Mechanical Specifications 
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Introduction ^ 



Introduction 2-1. 

This section provides instructions for the following: 

• Unpacking 

• Installation 

• Selecting line voltage 

• Checking or replacing the fuse 

• Connecting to line power 

Because this section explains fusing and operating environment requirements, you 
should read this section before operating the standard. Section 3 contains instructions for 
operating your standard. 



Unpacking and Inspection 2-2. 

The 732B and 734A are shipped in a container that is specially designed to prevent 
damage during shipping. However, you should inspect the standard carefully for 
damage, and immediately report any damage to the shipper. Instructions for inspection 
and claims are included in the shipping container. If you need to reship the 732B, refer to 
Service and Reshipment Information in Section I . 

If you ordered your 732B with calibration option 732B-000 or 732B-100, the standard is 
shipped hot (under battery power) to maintain the state of calibration. Verify that the IN 
CAL indicator is lit. Immediately refer to the fusing and line voltage instructions in this 
section, and plug the standard into ac line power. 

Accompanying the standard should be an ac line power cord appropriate for your 
country. Line power cords available from Fluke are listed in Table 2-2 and illustrated in 
Figure 2-1. If you have any questions about the contents of the carton you are unpacking, 
contact the nearest Fluke Service Center. (A List of Service Centers is located in 
Appendix A of this manual.) 

For more information about calibration options, refer to Section 1. If a verification test is 
required for your acceptance procedures, refer to Section 5 for instructions. 



Table 2-1. Standard Equipment 



Item 


Model or Part Number 


AC Line Cord 


(See Tabie 2-2 and Figure 2-1) 


732B/734A Instruction Manuai 


871723 



Table 2-2. AC Line Cords Available for Fluke Instruments 



Type 


Voltage/Current 


Fluke 


North American 


120V/15A 


LC-1 


North American 


240V/1 5A 


LC-2 


Universai Euro 


220V/1 6A 


LC-3 


United Kingdom 


240V/13A 


LC-4 


Switzeriand 


220V/1 OA 


LC-5 


Austraiian 


240V/1 OA 


LC-6 


South African 


240V/5A 


LC-7 
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Selecting Line Voltage and Accessing the Fuse 2-3. 

Caution 

To avoid biowing the ac iine fuse, verify the position of the iine 
voitage seiection drum before piugging in the iine cord. Rotate 
the drum if necessary to match iocai iine power. 

Caution 

To prevent instrument damage, verify that a 1/4A, 250V FAST 
BLOW fuse is instaiied. No other rating or type of fuse is 
acceptabie. 

The ac input module on the rear panel has four line voltage settings: lOOV, 120V, 220V, 
and 240V. Each voltage setting has a voltage tolerance of ±10% and accepts line 
frequencies of 50 or 60 Hz. 

To select line voltage and verify the fuse, or to replace the fuse, refer to Figure 2-2, and 
proceed as follows: 

1 . Disconnect the ac line cord from the wall outlet and the rear panel. 

2. Using a small screwdriver, pop open the line voltage selection module door from the 
top. 

3. Using the screwdriver, pry the tah of the fuse holder to slide out the fuse holder. 

4. Verify the fuse type and rating using the data on the rear panel or Figure 2-2, and 
replace it. 
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5. If you need to change the line voltage setting, remove the drum and rotate it so that 
the desired voltage is facing outward. Replace the drum. 

6. Close the line voltage selection module door. Verify that the line voltage you 
selected is showing through the window. 



Connecting to Line Power 



2-4. 



/K Warning 

To avoid electric shock while charging or using the standard 
with the line cord plugged in, connect the factory supplied, 
three-conductor line power cord to a properly grounded power 
outlet. Do not use a two-conductor adapter or extension cord to 
open the protective ground connection. 

Caution 

To avoid loss of the state of calibration in case of ac power 
interruption, set the BAT switch to A (on). This enables battery 
backup power. 

After verifying that the line voltage setting and fuse are correct, make sure the battery 
switch is in the O position. Connect the line cord to the rear panel ac input plug, and 
plug the line cord into a properly grounded three -prong outlet. After 2 hours, place the 
battery switch in the A position. Verify that the AC PWR indicator is lit. If it is not, 
check for an open fuse. In case of further difficulty, refer to Section 5 for 
troubleshooting information. 

The 732B and 732B-7001 are lEC Safety Class I (grounded enclosure) instruments, and 
must be properly connected to earth ground when plugged into ac line power. When the 
ac line cord is plugged into a properly grounded three -prong outlet, the safety ground 
path for the battery charger is through the line cord ground lead. 

Note 

Refer to Section 3 for additional information about powering the standard 
from the ac line or the internal battery. 



instaiiing a 732B or 732B-7001 in a 734A-7001 instrument 
Enciosure 2-5. 

When you slide a 732B or 732B-7001 into one of the instrument bays in the chassis, it 
automatically connects to the ac power bus. The 734A-7001 Instrument Enclosure 
provides an ac line power bus only. There is no fuse in the 734A-7001. All fusing and 
line voltage selection is done in the installed 732Bs and 732B-7001s. 

To install a 732B or 732B-7001 in a 734A-7001 Instrument Enclosure, refer to Eigure 2- 
3 and proceed as follows: 

1 . Remove the enclosure ac line cord from line power. 

2. Verify that the 732B or 732B-7001 BAT switch is set to I and disconnect line power 
from the 732B or 732B-7001. 
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3. Insert the 732B or 732B-7001 into one of the four instrument hays. Guides along the 
bottom and a rear panel alignment stud inside the enclosure ensure correct 
installation. 

4. When the unit is fully installed, lift and engage the locking lever at the bottom of the 
732B or 732B-7001 front panel and finger-tighten the thumbscrew. 

5. Prepare and connect cables to the rear panel MONITOR/EXT BAT IN (Model 
732B) or BAT OUT (Model 732B-7001) connectors as described in Section 3. 

6. Connect the enclosure’s ac line cord to a grounded three-prong ac outlet. All units 
installed in the chassis are powered by this line cord. 
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Figure 2-3. Installing a 732B or 732B-7001 in a 734A-7001 Instrument Enclosure 
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Introduction 3-1. 

Information in this section tells you how to operate the 732B and 734A on battery and ac 
line power. This section begins with a description of the features of the models covered 
in this manual. Instructions for how to power the standard, connect it to other 
instruments, and use it to make a voltage transfer follow. Other operating topics, 
including minimization of errors during measurements, are included here. 

Unless you purchased a calibration option and shipment under battery power (see 
Section 1 or a Fluke Catalog for details), the 732B is shipped from the factory with the 
internal battery disconnected. (The BAT switch on the rear panel is in the position 
marked O). On receipt, connect the ac line cord to line power as described in Section 2. 
After 2 hours, set the BAT switch to the position marked I. Verify that the AC PWR 
indicator is lit. 



Note 

If your 732B was shipped cold, you will need to calibrate it against a 
traceable standard as described in Section 5 before you begin using it. For 
best results, leave the standard powered for 14 days before you calibrate 
and begin using it. 

To maintain the state of calibration as a traceable standard, the 732B must continue to 
receive uninterrupted operating voltage from the line power or from the internal battery, 
which provides approximately 72 hours of off-line operation when fully charged. 

Summary of the Features 3-2. 

Please read the following summary of features before you begin using the standard. 
Separate illustrations and tables describe the functions and locations of features on the 
732B DC Standard, 732B-7001 External Battery and Charger, and 734A-7001 
Instrument Enclosure. 

732B DC Standard Front Panel 3-3. 

Eigure 3-1 shows the 732B DC Standard front panel features. Table 3-1 describes these 
features. 

732B DC Standard Rear Panel 3-4. 

Eigure 3-2 shows the 732B DC Standard rear panel features. Table 3-2 describes these 
features. 

732B-7001 External Battery and Charger Front Panel 3-5. 

Eigure 3-3 shows the 732B-7001 External Battery and Charger front panel features. 

Table 3-3 describes these features. 

732B-7001 External Battery and Charger Rear Panel 3-6. 

Eigure 3-4 shows the 732B-7001 External Battery and Charger rear panel features. Table 
3-4 describes these features. 

734A-7001 Instrument Enclosure Front Panel 3-7. 

Eigure 3-5 shows the 732A-7001 Instrument Enclosure front panel features. Table 3-5 
describes these features. 

734A-7001 Instrument Enclosure Rear Panel 3-8. 

Eigure 3-6 shows the 732A-7001 Instrument Enclosure rear panel features. Table 3-6 
describes these features. 
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Table 3-1. 732B DC Standard Front Panel Features 



Item 


Feature 


Description 


1 


AC PWR Indicator 


Lights whenever the standard is connected to ac line power. 


2 


IN CAL Indicator 


Goes out to warn you when a loss of calibration may have 
occurred. This indicator goes out in response to an excessive 
drop in battery voltage or a gross change in oven temperature. 
Once you have recalibrated the 732B, you can reset the IN 
CAL indicator by pressing the recessed rear panel CAL 
RESET switch. 

Note 

An illuminated IN CAL indicator 
is not sufficient, by itself, to 
indicate the 732B satisfies the 
specifications of section 1-12. See 
Calibration label on front of the 
732Bfor calibration due date. 


3 


CHARGE Indicator 


Lights when the internal battery is in the constant-current 
charging mode. The rear panel BATTERY switch must be in 
the 1 position to charge the battery. When the battery is near 
full charge, the CHARGE indicator goes off, and the charging 
circuit goes into float-charging mode to complete and maintain 
full charge. 


4 


LOW BAT Indicator 


Blinks when approximately 5 hours of battery operation time 
remains. When LOW BAT blinks, plug the standard into ac 
line power as soon as possible to avoid extinguishing the IN 
CAL indicator and invalidating the state of calibration. 


5 


CHASSIS Binding Post 


A connection point for chassis ground. You can use this 
connector when operating on battery power to ground the 
chassis to the earth ground point in a system of 
interconnected instruments. Another chassis ground 
connection is on the rear panel. 


6 


GUARD Binding Post 


The connection point for the internal voltage guard. Refer to 
the text in this section for instructions on use of the GUARD 
connection. 


7 


1.018V Binding Post 


The positive connection for the 1 .01 8V output. 


8 


1.018V COM Binding Post 


The common connection for the 1 .01 8V output. 


9 


Serial Number 


Use this identifier in your correspondence with Fluke. 


10 


10V COM Binding Post 


The common connection for the 10V output. 


11 


10V Binding Post 


The positive connection for the 10V output. 



3-5 





k6f.eps 

Figure 3-2. 732B DC Standard Rear Panel Features 
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Table 3-2. 732B DC Standard Rear Panel Features 



Item 


Feature 


Description 


1 


Recessed 
CAL RESET 
Switch 


If the IN CAL indicator is off and normal 732B operating 
conditions are met, pressing this momentary-contact switch for 
approximately 4 seconds resets IN CAL. You should calibrate 
the 732B before resetting the IN CAL indicator. Normally, a 
calibration sticker covers the hole to prevent tampering with 
this control. 


2 


BATTERY Swtich 


Connects and disconnects the battery from the charger and 
reference circuitry. 


3 


MONITOR/EXT BAT IN 
Connector 


Provides the input/output point for three functions: (1 ) 
powering the standard from external 12 to 15V dc. (2) 
Measuring the resistance of the oven temperature thermistor. 
(3) Remotely monitoring the IN CAL indicator state. 


4 


Fuse Type and Rating 
Label 


States the correct fuse type and rating for use in the 100, 120, 
220, and 240V settings. Use of an improper fuse defeats the 
safety design of the standard and can cause instrument 
damage. 


5 


CHASSIS Connector 


A connection point for chassis ground. You can use this 
connector to ground the chassis to the earth ground point in a 
system of interconnected instruments. Another chassis 
ground connection is on the front panel. (See the text in this 
section for more information about guarding and grounding.) 


6 


Line Cord Plug and Fuse 
Holder 


Houses the ac line fuse and the male three-prong connector 
for an lEC-type power cord. The plastic cover fits over the fuse 
so it can be accessed only when the power cord is not 
connected. 


7 


Line Voltage Selector 


Allows selection of four ac line voltage settings, 100, 120, 220, 
and 240V, each with a tolerance of 10%. The accepted line 
frequencies are 50 and 60 Hz. 
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Table 3-3. 732B-7001 External Battery/Charger Front Panel Features 



Item 


Feature 


Description 


1 


AC PWR Indicator 


Lights whenever the battery unit is connected to ac line power. 


2 


CHARGE Indicator 


Lights when the battery unit is in the constant-current charging 
mode. When the battery is near full charge, the CHARGE 
indicator goes off, and the charging circuit goes into float- 
charging mode to complete and maintain full charge. 


3 


LOW BAT Indicator 


Blinks when approximately 5 hours of battery operation time 
remain. When LOW BAT blinks, plug the battery unit into ac 
line power as soon as possible to avoid loss of power to an 
attached 732B DC Standard. 


4 


Serial Number 


Use this identifier in your correspondence with Fluke. 
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Figure 3-4. 732B-7001 External Battery/Charger Rear Panel Features 



Table 3-4. 732B-7001 External Battery/Charger Rear Panel Features 



Item 


Fearture 


Description 


1 


BATTERY Switch 


Connects and disconnects the battery from the internal 
charger. 


2 


BAT OUT Connector 


Provides the connectien point for dc output from the battery 
unit. Pins 5 and 9 are the dc voltage positive line, and pins 1 
and 6 are the dc voltage negative line. All other pins are not 
used. 


3 


Fuse Type and Rating 
Labei 


States the cerrect fuse type and rating for use in the 100, 120, 
220, and 240V settings. Use of an improper fuse defeats the 
safety design of the unit and can cause damage. 


4 


CHASSIS Connector 


A connection point for chassis ground. You can use this 
cennector when operating on battery pewer to ground the 
chassis tc the earth ground point in a system of 
interconnected instruments. Another chassis ground 
connection is on the front panel. (See the text in this section 
for more infermation abeut guarding and grounding.) 


5 


Line Cord Plug and Fuse 
Holder 


Houses the ac line fuse and the male three-preng cennector 
for an lEC-type power cord. The plastic ccver fits ever the fuse 
se it can be accessed enly when the pewer cord is not 
connected. 


6 


Line Voltage Selector 


Allews selection of four ac line voltage settings, 100, 120, 220, 
and 240V, each with a tolerance of 10%. The accepted line 
frequencies are 50 and 60 Hz. 
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Table 3-5. 734A-7001 Instrument Enclosure Front Panel Features 



Item 


Feature 


Description 


1 


Instrument Bay 


There are four instrument bays in the 734A-7001 Instrument 
Enclosure. Each holds one Model 732B or 732B-7001 unit. 


2 


AC Power Bus Connector 


This internal connector automatically mates with the 732B or 
732B-7001 rear panel ac power input when you install a 732B 
unit into the enclosure. 


3 


Alignment Pin 


This alignment pin mates with an alignment hole on the rear 
panel of the 732B or 732B-7001 . it ensures that the ac line 
connectors are aligned. 


4 


Guide 


Guides separate each instrument bay. 


5 


Locking Lever 


Tighten the screw to lock a 732B or 732B-7001 in place inside 
the instrument enclosure. 
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Figure 3-6. 734A-7001 Instrument Enclosure Rear Panel Features 



Table 3-6. 734A-7001 Instrument Enclosure Rear Panel Features 



Item 


Feature 


Description 


1 


Access Window 


This opening provides aocess to BAT switches and 
MONITOR/EXT BAT iN or EXT BAT OUT connectors on 
instaiied 732B or 732B-7001 units. 


2 


AC Line Input 


iEC-type iine cord maie oonneotor. Ali fusing is done in the 
individuai instaiied 732B units. 



Powering the Standard 3-9. 

The standard must remain powered continuously to maintain the state of calibration. The 
IN CAL indicator goes out if battery voltage has dropped too low, or if there has been a 
gross change in oven temperature. Use ac line power at all times unless battery power is 
required for moving, shipping, or isolating the standard. Leave the BAT switch set to I so 
it is available to power the standard in case of ac power interruption. Leaving the 
standard plugged into ac power also maintains full charge on the internal battery. 

Switching between line power and battery power has no effect on the standard’s output. 
Variations in ac line voltage within ±10% of the line voltage setting change the lOV 
output no more than 0.05 ppm. Variations in external dc power within the 12 to 15V 
range also change the lOV output no more than 0.05 ppm. 

When you remove the line power cord from a grounded receptacle, you can use the front 
panel GROUND binding post to connect the chassis to the same earth ground potential 
as other instruments in a system. 
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3-10. 



Caution 

To avoid ioss of the state of caiibration in case of ac power 
interruption, set the BAT switch to ^ (on). This enabies battery 
backup power. 

Leave the rear panel BAT switch set to i to enable proper battery charging, and to allow 
for automatic changeover to battery power in case of ac power interruption or failure. 

If you set the BAT switch to O, the 732B requires continuous power from the ac line or 
an external dc source to operate. The following situations are the only times it is 
recommended that you set the BAT switch to O: 

1 . When you replace the battery. (Connect the standard to ac line power before you set 
the BAT switch to O.) 

2. When you want to ship the unit cold (without battery power). 

For information about how to set the BAT switch on the 732B when you are using an 
external dc source such as the 732B-7001, refer to "Powering the Standard from a 732B- 
7001." 

Charging the internai Battery 3-1 1. 

To completely recharge the internal battery in a 732B or 732B-7001 External Battery, 
unplug any external dc source from the rear panel. Make sure the BAT switch is set to 
the -F position, and plug the unit into ac line power. Then return the BAT switch to the I 
position and let the instrument charge for 36 hours. The charger applies a constant- 
current charge until the battery is at approximately 90% capacity. During the constant- 
current charge, the CHARGE indicator is lit. The charger then switches to float- 
charging mode to complete and maintain the charge on the battery. In float-charging 
mode, the CHARGE indicator is extinguished. 

The charger circuit is designed to charge the internal battery only. Do not attempt to 
charge an external battery through the rear panel MONITOR/EXT BAT IN connector. 
Use a separate charger to charge any external batteries, such as the charger inside the 
732B-7001 External Battery and Charger. 

Powering the Standard from a 732B-7001 3-12. 

You can power the standard using an external battery such as the 732B-7001 External 
Battery/Charger, or other 12 to 15V dc source that can supply at least 300 mA. You 
connect the external dc source through the MONITOR/EXT BAT IN connector. Eigure 
3-7 shows a pinout diagram of the MONITOR/EXT BAT IN connector. Use this method 
if you need to operate the standard on battery power for a period longer than 72 hours. 

Or, if the preferred power source is 12 to 15V dc, you can use this method to power the 
standard permanently. 

Leave the 732B BAT the switch set to I to connect the internal and external batteries in 
parallel. Each battery is protected from high discharge into the other by current-limiting 
varistor. Set the 732B BAT switch to O to isolate the internal and external batteries. In 
this switch position, an external dc source connected to the MONITOR/EXT BAT IN 
input continues to power the 732B, but is isolated from the 732B’s internal battery. 

To power the standard using the 732B-7001, proceed as follows. Use a similar procedure 
for any other 12 to 15V source. 

1. Apply ac line power continuously to the 732B and the 732B-7001 during steps 2 
through 7 of this procedure. 
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2. Verify that the BAT switches on both the 732B and 732B-7001 are set to I. 

3. Charge the 732B and 732B-7001 for at least 36 hours. 

4. Switch both BAT switches to O. 

5. Fabricate and connect a cable with a 9-pin connector on each end so that the battery 
output from the 732B-7001 is connected to the external dc input of the 732B. Refer 
to Figures 3-7 and 3-8 for the connector pinouts. 

6. Set the 732B-7001 BAT switch to I to enable its output. 

7. Set the 732B BAT switch to I to connect the batteries in parallel. 

8. After the ac line power to both the 732V and the 732B-7001 is turned of, the 732B 
can be powered by battery for at least 130 hours. 

Replacing the Internal Battery 3-13. 

If the battery fails to switch from constant-current charging mode to float-charging 
mode, either the charger is defective or the battery needs replacement. For preventive 
maintenance, it is recommended that you have the battery replaced every 18-24 months 
to ensure 72-hour battery backup time. Refer to Section 5 for how to obtain the correct 
battery type and for the procedure to replace the battery. 




k11f.eps 

Figure 3-7. 732B MONITOR/EXT BAT IN Connector Pinout 
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Figure 3-8. 732B-7001 BAT OUT Connector Pinout 



/K Warning 

To avoid explosion or fire, be careful not to short the battery 
terminals during battery replacement. Only qualified personnel 
should replace the battery. 



Connecting Cables to the Output 3-14. 

Caution 

To avoid cracking or jamming the plastic binding post 
insulators, tighten them only with finger pressure. Do not use 
tools. 

Shielded test leads should he used for connecting anything to the standard output binding 
posts. You can use hanana plugs, spade lugs, or hare wire to attach cables to the binding 
posts. The best choice is shielded cables with low-thermal emf connectors such as Fluke 
Model 5440-7002 Low Thermal Cables. See "Thermal EMFs" further on in this section 
for more information. Figure 3-9 shows the cable connections for applying the lOV 
source required by the 5700A during its calibration procedure. 
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NOTE: 

GUARD IS CONNECTED TO 
GROUND AT ONLY ONE 
PLACE. 
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Figure 3-9. Typical 732B Cable Connections 



Connecting the GUARD and GROUND 3-15. 

Note 

Spurious currents in the COM (common) wires will degrade measurements 
at the accuracy level of the 732B. Make sure the GUARD terminals of all 
interconnected instruments are tied to earth ground at one point and one 
point only in the system, and all LO or COM terminals are tied to GUARD 
at only one point in the system. 

Use the GUARD connection when any of the following conditions exists: 

1 . When a potential exists between equipment and a power line ground. 

2. When you use long connection leads to connect a high-impedance load. 

3. When you are operating the standard in a high EMI environment. 

4. To avoid the effects of electrostatic charge buildup on people. 

The GUARD is an electrical shield around the sensitive analog circuitry, insulated from 
chassis ground and the rest of the standard. The GUARD provides a low-impedance path 
for common-mode noise and ground currents. The guard eliminates the chance of ground 
currents in the signal leads caused by plugging the line cord into an ac outlet at a 
different ground potential than the chassis ground of the interconnected instruments. 

Ground currents can occur if instrument guards are not connected properly, resulting in 
annoying and often subtle measurement errors. The basic rule is, in any system of 
measurement instruments, the guards within all instruments should be grounded at one 
and one point only. Circuit common (the lOV COM or 1.018V COM) should be 
electrically connected to the other instrument guards at one and only one point as well. 
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preferably at the same location the guards are grounded. If an instrument in the system 
has a grounded input or output, select it as the common earth ground point for ail guards 
in the system. 

Figure 3-9 shows a connection to the GUARD binding post. The GUARD is used in that 
setup to prevent spurious ground currents from degrading the accuracy of the 
measurement taking place. 



Note 

For best results, connect GUARDS to GROUND in a star configuration. 

Connect a separate lead between each instrument’s GUARD to the common 
GROUND. Do not connect GUARDS in a daisy-chain configuration. 

With line power disconnected, you can confirm the integrity of your guarding and 
grounding scheme by checking each instrument with an ohmmeter to find hidden or 
internal connections between guard, common, and ground. If you have any question 
about proper guarding and grounding, draw a guarding diagram for your system of 
instruments, and make sure all instrument guards are tied together and grounded at only 
one point. 

For more information about grounding and guarding, suggested references are 
Grounding and Shielding Techniques in Instrumentation , by Ralph Morrison, ©1977, 
John Wiley & Sons; and Noise Reduction Techniques in Electronic Systems by Henry 
W. Ott, ©1976, John Wiley & Sons. 



Monitoring Oven Temperature 3-16. 

As shown in Figure 3-7, MONITOR/EXT BAT IN pins 4 and 8 connect to the two 
terminals of the oven temperature thermistor. To monitor the oven temperature, measure 
the resistance between these two pins. The nominal resistance at normal operating 
temperature is between 36.5 kD and 42.5 kD. The resistance should change with time by 
no more than 900D per year. The TC (temperature coefficient) of the thermistor is 
approximately 2 kD per °C. 

You will be able to use this measurement to gain confidence that oven temperature 
regulation is working during changes in ambient temperature. Your observations of the 
thermistor resistance will reveal when the ambient temperature is too extreme for the 
oven temperature regulation circuitry to work properly. 



Resetting the iN CAL indicator 3-17. 

If the IN CAL indicator is off, the 732B may not meet its specifications listed in Section 
1 . The indicator goes off if power to the battery voltage has dropped too low, or if the 
oven temperature has gone too high or too low. If IN CAL trips off, you will need to 
recalibrate the 732B, or verify its output before you reset the IN CAL indicator. Refer to 
Section 5 for the procedure to calibrate the standard and reset the IN CAL indicator. 



Monitoring The iN CAL indicator State Remoteiy 3-18. 

As shown in Ligure 3-7, three of the MONITOR/EXT BAT IN pins are connection 
points for monitoring the state of the IN CAL indicator. Ligure 3-10 illustrates the IN 
CAL status output circuit inside the 732B. Proceed as follows to use this connector to 
remotely monitor the IN CAL indicator: 

1. Connect an external -i-5V logic level to pin 3 (common to pin 2). 
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2. With a 10 kQ pullup resistor between pins 3 and 7, monitor the TTL-level signal on 
pin 7 with respect to pin 2. A high state on pin 7 corresponds to the front panel IN 
CAL indicator being lit. A low state on pin 7 corresponds to the front panel IN CAL 
indicator being off. 




k14f.eps 

Figure 3-10. IN CAL Status Output Circuit 



Monitoring Long-Term Stabiiity 3-19. 

You can determine the long-term stability of the standard by periodically comparing the 
output voltage to a known reference standard and plotting the difference on a control 
chart. Output voltage drift, with respect to the legal volt, may be positive or negative and 
is a characteristic of the individual 732B. Accumulated test data have shown that, once 
established, the measured drift is generally linear, provided the instrument continues to 
receive uninterrupted operating power. When drift rate is established, extrapolations of 
output voltage are possible, and allow certification of the standard with lower 
uncertainty than is obtainable from the stability specifications alone. 

A convenient method of performing the needed periodic calibration is to use the Fluke 
Direct Voltage Measurement Program, Option 732B-200 (described in Section 1 and the 
Fluke Catalog), which provides calibration against a traceable reference standard in your 
own laboratory. 



Note 

A paper has been published that describes a technique for characterizing 
drift rate of solid state dc voltage references. Refer to "The Fluke Direct 
Voltage Maintenance Program, " by Les Huntley, published in the 
proceedings of the 1984 Measurement Science Conference. 

Due to the possibility of undetected damage or malfunction, there is a risk involved in 
relying completely on any single standard. This risk is reduced significantly by using 
two or more independent standards (with frequent intercomparisons) to ensure that all 
are stable within the range of expected normal deviations. An added advantage of having 
multiple, independent standards is the opportunity to use a statistical average of the 
individual outputs. You can use multiple 732B lOV outputs, as obtained with model 
734A, in this way to gain statistical improvements of your standard’s uncertainty 
specification. 
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Minimizing Error Sources 3-20. 

You can inadvertently defeat the low uncertainty of the 732B output if you do not pay 
proper care to avoidable error sources. Errors can occur from the effects of thermal emfs, 
lead and connection resistance, and other sources. 

Note 

Most importantly, always repeat measurements until you are satisfied that 
the results are repeatable relative to the specification being measured. 



Mechanically Induced Errors 3-21. 

To avoid changing connector contact resistance and degrading the measurement, do not 
change the stresses on the connectors or cables. Try not to move, jostle, or vibrate the 
standard or any attached equipment during measurements. 



Thermal EMFs 3-22. 

When dissimilar metals at different temperatures come into contact, a thermal voltage is 
induced. Thermal voltages can exceed 10 | 0 ,V. All it takes to induce a thermal emf error 
and adversely affect a measurement is to briefly touch and thereby warm a connector or 
binding post. Typically, it takes five minutes to thermally stabilize a connection after it 
has been touched. In addition, use the following techniques to avoid thermal emf errors: 

1 . Use the Fluke 5440A-7002 Low Thermal EMF Cable Set. 

2. Use #24 AWG or larger, bare copper, Teflon\R-insulated connecting wires. It is 
preferable to use shielded, twisted pair cable. Avoid splices. 

3. Avoid the use of ordinary, nickel-plated, banana plugs for equipment 
interconnections. Use metals that have small thermal emf’s with respect to copper. 

4. Use low thermal emf copper spade lugs. Crimp the lug onto the wire and solder the 
connection. Loosen the top of the binding post, insert the lug, and tighten the 
binding post on the lug with fingers only. 



Output Cable Loading 3-23. 

The assigned value of the lOV output is guaranteed at the binding posts. A voltage drop 
in test leads can cause a loading error. Refer to Figure 3-1 1. In this example, the 1 kf2 
load sees a 2 mV degradation of the lOV output. To reduce loading errors in applications 
where low-impedance loads are unavoidable, use lower resistance test leads (shorter and 
heavier gauge). 

Digital multimeters usually have much higher impedance than 1 kfl. Most DMMSs have 
a 10 Mf2 input impedance. On the 20V dc range. Fluke 8840A 8505 A, and 8506A 
DMMs present a load impedance higher than 10,000 MO. For a DMM with a 10 MO 
input impedance, the loading error would be 0.2 pV. For a DMM with a 10,000 MO 
input impedance, there is no significant loading error. 
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Introduction 4-1. 

This section presents theory of operation for Models 734A, 732B, and 732B-7001. The 
section begins with an overall functional description that describes basic theory for each 
of the three instrument models covered by this manual. The functional description 
explains how Models 734A and 732B-7001 relate to the 732B DC Standard. 

Following the functional description is a detailed circuit description of the Model 732B 
Standard. An overall 732B block diagram and separate block diagrams for the reference 
circuitry and battery charger/ac power supply are supplied. Refer to the schematic 
diagrams for the component-level circuit descriptions. 

Note 

Although theory is provided, no troubleshooting information or parts 
breakdowns are provided for components and assemblies inside the oven 
(the small box within the foam insulation). In order to guarantee the output 
specification, reference assemblies are not repairable. A faulty reference 
must be replaced as a whole unit. Refer to Section 6 for part number 
identification and ordering information. 

Overall Functional Description 4-2. 

Model 732B is a highly stable lOV, 12 mA dc power supply to be used as a standards 
laboratory primary dc voltage reference. Refer to Figure 4-1 for an overall block 
diagram. 

The lOV reference circuit can be thought of as a very accurate and stable series regulator 
that reduces the -i- 11.5V regulated supply voltage to the accurate and stable output 
available at the front panel lOV and lOV COM binding posts. 

The heart of the lOV reference is a pretested, selected reference amplifier (Ref Amp) and 
a beta string wirewound resistor set. Refer to "732B Circuit Description" for more 
details. The reference circuit is inside a temperature-controlled oven. The oven 
temperature controller is a voltage-to-temperature closed loop amplifier. The set point is 
established by a voltage divider at approximately 6.43V. This 6.43V corresponds to a 
temperature of 45°C inside the oven. 

A precision thermistor mounted close to the reference amplifier on the Reference Flybrid 
(HRl) substrate enables the user to monitor changes in the oven temperature through the 
rear panel MONITOR/EXT BAT IN connector. Instructions for using this connector are 
detailed in Section 3. At an oven temperature of 45°C, the thermistor resistance is 
approximately 41.3 M2. 

Four front panel indicators show operating status. The Power Supply (A5 Battery 
Charger) assembly lights the AC PWR indicator when the 732B is connected to ac line 
power. The Power Supply also controls the IN CAL indicator to warn that an excessively 
large drop in 1 1 .5 V operating voltage or a large change in oven temperature has 
occurred. 

Another circuit on the Power Supply monitors the battery voltage and controls the LOW 
BAT indicator. A timer IC on the Lront Panel assembly (mounted on the binding posts) 
serves as an oscillator for LOW BAT causing it to blink. 

The dual-mode charger lights the CHARGE indicator when in the constant-current 
(high-charge) mode. The charger turns off the CHARGE indicator and switches to a 
float-charge mode when the battery is charged to approximately 90% capacity. The float 
charge completes and maintains full charge. 

Refer to "732B Circuit Description" for a component-level circuit description that begins 
with the lOV reference circuit and works outward to the oven control and power supply. 
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Figure 4-1. 732B Overall Block Diagram 
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Model 734A Functional Description 4-3. 

Model 734A consists of four 732B DC Standards installed in a Model 734A-7001 
Instrument Enclosure. The 734A-7001 enclosure contains four internal lEC-type ac line 
cord connectors and one rear panel lEC-type ac line cord connector. When you slide a 
732B or 732B-7001 into one of the instrument hays in the chassis, it automatically 
connects to the ac power hus. The 734A-7001 Instrument Enclosure provides an ac line 
power hus only. There is no fuse in the 734A-7001. All fusing and line voltage selection 
is done in the installed 732Bs and 732B-7001s. 



Model 732B-7001 External Battery/Power Supply 4-4. 

Model 732B-7001 is a companion battery and charger for use with the 732B when the 
there is a requirement for more than 72 hours of portable (battery) operation. The 732B- 
7001 contains the same battery charger assembly (A5) and gelled-electrolyte sealed lead- 
acid battery as the 732B. Theory in this section pertaining to the 732B DC Standard’s 
battery charger also applies to Model 732B-7001. 

On the 732B-7001, there are no front panel binding posts, and there is no IN CAL 
indicator. On the rear panel, there is no CAL RESET hole, and the connector labeled 
MONITOR/EXT BAT IN on the 732B is labeled BAT OUT. Eor rear panel BAT OUT 
connector pinout, refer to Eigure 3-8 in Section 3. 



732B Circuit Description 4-5. 

Circuits in the 732B are described to the component level in the rest of Section 2 in the 
following order: 

1. lOV Reference Circuit 

2. A4 Oven Assembly 

3. A5 Power Supplies and Battery Charger 

4. A1 Eront Panel Assembly 

10V Reference Circuit 4-6. 

Refer to Eigure 4-2, the block diagram of the lOV reference circuit. Components that 
make up the lOV reference circuit are located on the following four assemblies: 

• Reference Hybrid (HRl) 

• Oven (A4) 

• Elex Circuit (A2) 

• BCD Switch (A3) 

The Reference Amplifier situated on the HRl hybrid is the most critical part in the 732B 
because it forms the basis for the 732B’s exceptional stability specification. It consists of 
an NPN transistor in series with a zener diode. When biased properly, the combination 
has a very low temperature coefficient. 

The reference voltage that the Reference Amplifier generates can vary from 6.5V to 7V 
from device to device. The lOV output will drift in response to the Reference Amplifier 
voltage drift by the same amount when expressed in ppm. Eor example, if the Reference 
Amplifier has a linear drift rate of 0. 1 ppm per month, then its effect on the output will 
be to cause the lOV output to drift 0.1 ppm per month. The Reference Amplifier is 
located on the Reference Hybrid (HRl) and is identified by the reference designator U4. 
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Figure 4-2. 10V Reference Circuit Block Diagram 
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The next major component that is used to generate lOV is the lOV resistor string. This 
string (R401 and R402) is located on the Oven assembly. These are the feedhack 
elements that set the gain to multiply the reference voltage up to lOV. In its simplest 
form, the voltage of the lOV output is expressed hy the equation = (V,J(1 + 
R401/R402). The value of R401 is always 6.2 M2, and given the value of R402 is 
wound to the value so that the lOV output equals lOV within ±1 mV. 

But because of uncertainties and inaccuracies in these main components, the output 
voltage can be as much as ±100 ppm (1 mV) from lOV. A high-resolution adjustment 
circuit compensates for differences in components. Four bed (binary-coded decimal) 
switches allow the user to adjust the output in four decade ranges: 0.1, 1, 10, and 100 
ppm. 

The circuit controlled by the bed switches is equivalent to an adjustable resistor in series 
with the lOV feedback string resistor R402. As this adjustable resistor is varied, the 
effective value of R402 varies, which varies the lOV output. This circuit allows the user 
to adjust the output with 0.1 ppm resolution over a range of ±220 ppm. The components 
that make up the lOV adjustment circuit are a thin-film resistor network (Z401 on the 
Oven assembly), a 1800 wirewound resistor (R405 on the Oven assembly), and resistors 
R301 through R306 and SW301 through R304 on the A3 BCD Switch assembly. 



Generating the 1.018V Output 4-7. 

In addition to a lOV output, a 1.018V output is also provided. This output is derived by 
resistively dividing down the lOV output. The 1.018V output is specified for close to 0 
mA (20 pA) current load. The two resistors of this divider are R403 and R404 on the 
Oven assembly. There is no adjustment of the 1.018V output, except by way of the lOV 
output adjustment. The 1.108V output is expressed with the equation V^ = 
(10V)(R404)/(R403 -i- R404). 

Biasing the Refamp for Low Temperature Coefficient 4-8. 

As mentioned earlier, the Reference Amplifier contains an NPN transistor and a zener 
diode in series. The TC (Temperature Coefficient) of the Reference Amplifier is the sum 
of the TC of the zener voltage and the transistor base-emitter voltage. The zener voltage 
TC is negative and the transistor TC is positive with a value dependent on its collector 
current. Each Reference Amplifier is pretested to determine the collector current at 
which the two TCs cancel out yielding an overall Reference Amplifier TC very close to 
zero. 

To generate this same collector current in the standard, a voltage of 2.976V is generated 
across thin film resistor Z1-R3 on the Reference Hybrid (HRl). This resistor is 
pretrimmed with a laser to the value that results in the correct collector current. 



Sense Current Canceilation 4-9. 

The purpose of the current cancellation circuits is to source current to or sink current 
from components that are referenced to lOV sense low or connected to lOV sense high. 

In the absence of the current cancellation circuits, bias current from these components 
would flow through the lOV sense high and low lines to return to the power supply 
common, degrading the performance of the lOV circuit. 

Three different sense current cancellation circuits are used: 

1. lOV sense high current cancellation circuit 

2. lOV sense low current cancellation circuit 

3. Reference Amplifier zener current cancellation circuit 
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The first circuit (USA, R2, R3, VR2, and Zl-RlO on the reference hybrid) supplies 
current to the lOV high side of the lOV beta string resistors. The second circuit (U2B, 
R8, R9, and Z1-R8 Z1-R9) sinks current from the lOV low side of the lOV beta string 
resistors and Reference Amplifier collector current. The third circuit (U2A, Z1-R5 
through Z1-R7, R5, and R6 on the reference hybrid) sinks the current from the anode of 
the Reference Amplifier zener. Thin film resistors Z1-R8 through Zl-RlO) are laser 
trimmed to values that are a function of the Reference Amplifier voltage and collector 
current. 



Buffering of the 10V Output 4-10. 

The lOV high output stage contains the series-pass components that supply load current 
to the binding posts and bias current to the Reference Amplifier, and other critical 
circuitry inside the ovenized assembly. The lOV high output stage also contains an 
output current- limit circuit that prevents loads from drawing more than 12 mA. 
Components for the lOV high output stage are located on the Flex assembly and include 
Q201 and Q202, C201 through C204, R201, and CR201. 

Oven Temperature Controller A4 4-11. 

The oven temperature controller is a voltage-to-temperature closed loop amplifier. The 
set point is established by a voltage divider on Z401. The set point voltage is 
approximately 6.43V. This corresponds to a temperature of 45°C inside the oven. 

U401B serves as a summing junction and amplifier. The setpoint divider, the feedback 
thermistor on HR3, and a gain resistor on Z401 form a bridge that is insensitive to 
changes in Vcc when the bridge is balanced or close to being balanced. 

The feedback element is a precision, stable NTC thermistor. The stability of this element 
is critical to the stability of the oven temperature. 

U401A acts as a voltage amplifier with a gain of 240. The output of this amplifier feeds 
a common-emitter stage where the emitter resistors are the heaters. Q401 is the control 
transistor for the heaters and its power dissipation also adds to the power that the heaters 
produce. 

To provide good thermal coupling, the feedback thermistor is mounted on the back side 
of one of the heater substrates, HR3. 

RT401 and R412 serve as a temperature sensitive voltage divider that provides a voltage 
signal, TEMP-SENSE, that feeds the IN CAL LED logic. 

A precision thermistor mounted close to the Reference Amplifier on the Reference 
Amplifier substrate enables the user to monitor oven temperature through the 
MONITOR/EXT BAT IN connector on the rear panel. (Eigure 3-7 shows the connector 
pinout.) At an oven temperature of 45°C, the thermistor resistance is approximately 41.3 
kD. 

A 1 Front Panel Assembly 4-12. 

The Eront Panel assembly contains the following two functional blocks: 

1 . LED Circuitry 

2. Overvoltage Protection Components 
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The LED Circuitry includes the LEDs and the drive circuitry for the following front 
panel indicators: 

• AC PWR: When lit, this indicates that ac line power is applied to the 732B. 

• CHARGE: When lit, this indicates that the battery charger is in the constant current 
mode (high level charging) as opposed to the float charge mode. 

• IN CAL: Normally lit. This indicator tells the user that the standard oven 
temperature is within the limits of 35°C to 55°C and that operating power has not 
been interrupted. 

• LOW BAT: Normally off. It blinks at a 1 Hz rate when the battery voltage drops 
below +1 1.4V, indicating that the user should immediately plug the standard into ac 
line power to begin recharging the battery. 

The overvoltage protection circuitry consists of power diode CR104 and "Transzorb" 
transient suppressor device VRIOI. These components are connected between the lOV 
and lOV COM terminals and protect the 732B internal circuitry from external 
application of voltages higher than 12V. Another layer of protection is provided by a 
spark gap from the lOV COM binding post to chassis ground. 

The LED circuitry is composed of CRIOO through CR103, RlOO through R103, UlOO, 
QlOO, ClOO through ClOl, and R104 through R106. CRIOO through CR103 are the front 
panel LEDs. RlOO through R103 serve to limit the current through the LEDs. UlOO, 

ClOO through ClOl, and R104 are a 1-Hz oscillator for blinking CR103 (LOW BAT). 
Resistors R105 through R106 and Transistor QlOO are used as an inverting switch to 
start and stop the oscillator. 

Power Supplies and Battery Charger Assembly A5 4-13. 

Refer to Eigure 4-3 and the A5 schematic diagram in Section 7 for the following 
discussion. The Power Supply Module (A5) contains several functional circuit groups as 
listed below: 

1 . Overvoltage Protection Circuitry 

2. Raw DC Power Supply 

3. Battery Charger 

4. -1-1 1 .5V Preregulator 

5 . -I- 1 1 .5 V Low -Dropout Regulator 

6. -6V Power Supply 

7. IN-CAL Logic 

8. LED Drive Circuitry 

9. AC to Battery Switching Circuit 

10. Battery Circuit 

1 1 . Rear Panel Connections 

Overvoltage Protection Circuitry 4-14. 

The 732B has overvoltage protection circuitry in the event that the user has the ac 
voltage select switch set for lOOV ac or 120V ac and connects the ac input lines to 180V 
ac or greater. In this case, there is circuitry to short the secondary of the transformer and 
blow the main fuse in the Line Eilter assembly, ELL 

The transformer secondary voltage is first rectified by diodes CR513 through CR516, 
and the rectified ac is applied to both CR500 and the series divider composed of VR501, 
R500 and R501. If the voltage applied is greater than 43 V, then VR501 conducts and the 
resulting current causes a voltage across R501 which then gates CR500 to the conducting 
state. This shorts out the secondary and blows the primary fuse in the ac filter assembly 
ELL R500, R501, and C500 act as a noise filter to prevent inadvertent gating of CR500. 
R500 also acts as a current limiter for VR501. 
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Figure 4-3. A5 Power Supply/Battery Charger Block Diagram 
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Theory of Operation A 

732B Circuit Description ^ 



Raw DC Power Supply 4- 1 5. 

The basic components of this circuitry are the bridge rectifier composed of CR501 
through CR504, capacitor C502, and voltage regulators U500 and U504. The bridge 
rectifies secondary ac from the transformer. Capacitor C502 then filters the voltage to 
provide raw dc at the input of the three-terminal regulators U500 and U504. Resistor 
R558 acts as a bleeder resistor for C502. C504 and C514 provide local decoupling for 
U500 and U504 respectively. 



Battery Charger 4-16. 

The battery charger for the 732B is a dual mode charger. The charger operates as a 
constant current source for a fast charge until the battery is approximately 90% charged. 
Then the charger circuitry switches to a voltage source for the remainder of the charge 
and for a float charge. 

Regulator U500 is the central element of the battery charger. When the battery voltage is 
below 12V, Q502 is turned off and the U500 circuitry forms a current source controlled 
by the value of the parallel resistance of R502 and R503. This is set to charge at a 
nominal rate of 234 mA. As the battery charges, the internal impedance of the battery 
remains relatively constant until it is about 90% charged. At this point, the internal 
impedance starts increasing rapidly, and the voltage of the current source also starts to 
increase rapidly. This provides the sense point for a mode switch. 

Resistors R520 and R521 form a voltage divider for a comparator formed by U501 and 
R517 through R519. When the voltage exceeds 14.6V at the battery terminals, the 
comparator switches states and turns Q502 on. This converts the U500 circuitry to a 
voltage source with a source impedance that reduces the voltage out as the current draw 
increases. Thus, when the charger first switches from constant current to voltage, the 
charge current is typically 10 to 75 mA, and gradually reduces to typically 5 to 15 mA 
when the battery is fully charged. Resistor R5 1 8 provides hysteresis in the comparator. 
Thus, the comparator doesn’t switch from the float mode back to the constant current 
mode until the battery voltage drops below 12.0V. The comparator switches according to 
the following: 

• Constant I to Float Voltage at 14.6V 

• Float Voltage to Constant I at 12.0V 

Any time ac power is applied, a transient is injected into comparator U501 pin 6 via 
C541. This results in the constant current recharge mode being enabled regardless of the 
battery voltage. 



+ 1 1.5V Preregulator 4- 1 7. 

The -1-1 1.5V power supply is composed of two regulators. The first is the -I-11.5V 
Preregulator that converts the raw dc into -I-14.9V nominal. The second regulator 
converts this -I-14.9V or the battery voltage into a precisely controlled -I-11.5V for the 
lOV reference circuitry. 

The -1-1 1.5V Preregulator consists of U504, C514, CR507, CR508, C515, R531, R532, 
and C529. The output voltage of adjustable regulator U504 is set by the values of R531 
and R532. Capacitor C514 provides local decoupling, CR507 and CR508 protect the 
regulator IC (U504), C515 provides ripple rejection, and C529 stabilizes the regulator 
loop. 
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+ 1 1.5V Low-Dropout Regulator 4-18. 

The Low-Dropout Regulator provides an accurate -i-l 1.5V to the Reference Amplifier 
and Oven Temperature Control circuitry inside the oven. To maximize the battery life of 
the standard, it is necessary to have the least voltage drop possible between the battery 
and the oven circuitry. 

The central component in this circuit is Q504. This is a MOSFET power IC with a drain- 
to-source resistance (when turned on) of approximately 0.30. Thus, with the maximum 
oven current of approximately 120 mA, the voltage drop of the regulator is less than 
0.04V with the regulator fully on. Transistor Q504 acts as the series-pass element of the 
regulator. 

IC U505 provides a precision -I-IOV for the reference of the regulator. U506 is the error 
amplifier. Resistors R538 and R539 set the regulated output voltage at 11.5V. 



-6 V Power Supply 4-19. 

The -6V power supply is used for the current cancellation circuit in the Reference 
Amplifier and for the Oven Temperature Control circuit. Both of these are inside the 
oven. 

IC U511 is the central component in the -6V supply. U511 is a switched capacitor 
voltage converter with regulator. R552 and R553 in combination with the internal 
reference of the IC set the output voltage level. 

R566 and C543 filter the switching noise generated by U511. 



IN CAL Logic 4-20. 

The 732B has an indicator on the front panel for IN CAL. This indicates that the oven 
temperature has remained between 35 and 55°C and that the voltage measured at the 
battery has not been reduced below 1 1.2V dc. If the oven temperature is between 35 and 
55°C, pressing the rear panel CAL RESET switch resets (lights) the IN CAL indicator. 

The IN CAL indicator stays lit unless the oven temperature drifts out of the 35 to 55 °C 
range, or if battery voltage drops too low. This mechanism monitors for defects in the 
oven control, and warns the user when the standard is not considered to be in calibration. 

Two comparator circuits determine if the oven temperature is in the proper range. A 
thermistor and resistor in a voltage-divider configuration sense oven temperature. (See 
the Oven Control theory for more details.) The output of this divider is fed to 
comparators U507C and U507D. Comparator U507C is set to trip when T is over 
55°C. Comparator U507D is set to trip when T is below 35°C. 

These two comparators are in a wired-OR configuration with U507B, which detects low 
11.5V voltage at the battery. This wired-OR goes to a resettable latch circuit made up of 
NAND gates U509. 



LED Drive Logic 4-21. 

In addition to the IN CAL indicator, there are three other indicators on the front panel: 

• AC PWR 

• CHARGE 

• LOW BAT 

The AC PWR LED is controlled by the voltage at the ADJUST pin of U504. If ac line 
power is applied to the standard, there will be approximately 13.5V at the ADJ pin of 
U504. This is applied to Q507, which switches voltage to the AC PWR LED. 
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The CHARGE LED is driven by an inverting amplifier Q505. There is an effective AND 
function with the ac power and the battery charger mode as follows: 

1. If the charger is in the constant current mode, Q502 is biased off. 

2. If ac line power is applied to the standard, the voltage at the collector of Q502 is 
high (approximately the battery charge voltage), Q505 is ON and the LED is 
energized, indicating that the battery charger is in the constant current mode or high 
charge rate mode. If there is a mode change or if the ac line power is removed, the 
LED goes out. 

The LOW BAT LED is controlled by a comparator off the battery terminals. This 
comparator senses the voltage of the battery and if the voltage drops below 11.3 V, the 
LED will begin blinking at a 1-Hz rate. The oscillator circuitry is on the front panel 
assembly. The circuitry on the power supply assembly simply turns the oscillator on or 
off. The comparator has hysteresis in it such that the comparator "sets" at approximately 
11.4V and "resets" approximately 11.6V. 



AC Power to Battery Power Switching Circuitry 4-22. 

If the rear panel BAT switch is set to I, and ac line power is removed from the 732B, the 
battery is connected to the Low-Dropout Regulator to provide uninterrupted power for 
the -1-1 1.5V supply. 

The switching circuitry is composed of relay K500, VR502, and Q503. Under normal ac 
line operation, K500 is energized and the battery is isolated from the Low-Dropout 
Regulator. As the voltage across VR502 and R534 falls below 13V, VR502 stops 
conducting and Q503 turns off. K500 de-energizes, and the battery voltage is applied to 
the Low-Dropout Regulator. 



Battery Circuit 4-23. 

The battery is a 12V 6.5 or 7.0 amp-hour sealed lead acid battery. If the battery is fully 
charged, it provides at least 72 hours of standard operation (with lOV output current 
limited to <0.1 mA) at an ambient temperature of 25°C. The battery is connected to the 
power supply assembly by a two- wire cable. There is protection for the battery in the 
form of a diode, CR517, and PTC thermistors RT502 (for an external battery) and 
RT503 (for the internal battery). 

The diode protects the circuitry on the power supply assembly in case the battery leads 
are mistakenly reversed. If the leads are reversed, the diode conducts, keeping the 
voltage between -I-12V-BATT and Common to around 0.7V. At the same time, the 
current through the PTC thermistor RT503 heats up the thermistor and serves as a 
current limit. RT502 serves the same purpose for an externally connected battery. Switch 
SW502 disconnects the battery for shipping the standard cold (with operating power 
turned off). 



Rear Panel Connections 4-24. 

There are several input and output connections on the rear panel of the 732B. The most 
obvious are the ac line power and GROUND inputs. The rear panel also has an access 
hole for actuating the CAL RESET switch and a 9-pin connector labeled 
MONITOR/EXT BAT IN. The connector provides for attaching an external battery or 
other 12 to 15V dc source, for monitoring the oven temperature, and for remotely 
monitoring the IN CAL indicator status. See Eigure 3-7 for its pinout. Eigure 3-8 shows 
the pinout for the rear panel BAT OUT connector on the 732B-7001. 
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Low-Battery Shutdown Circuitry 4-25. 

Sealed lead-acid batteries such as are used in this instrument are very susceptible to 
damage and/or decreased capacity if subjected to deep discharge. To prevent this from 
occurring, battery power is turned off when the voltage decreases to the level that 
coincides with loss of IN CAL. 

Comparator U501A (inputs in parallel with comparator U507A). detects loss-of-cal 
status when the battery voltage is at a nominal 11.2V. U501 pin 2 switches to the 
conducting state (low) and sinks current through the photodiode of optoisolator U514., 
turning on the output transistor of U514. U514 pin 5 drives U516 pin 3, the clock input 
of a CMOS D-type flip-flop. U516 pin 1 (Output) goes low and turns off N-channel 
MOSFET Q508. With Q508 off, there is no return path to battery (-), and the instrument 
is turned off. The only remaining load on the battery is the supply current to U516, 
which is less than the self-discharge current of the battery itself. 

The battery voltage quickly recovers to approximately 11.5V, but the latching action of 
the flip-flop prevents the instrument turning on again. At this point it is necessary to 
reconnect the instrument to the ac mains voltage in order to restore operation. This 
enables the 15V supply and turns on the photodiode of U515. The resulting high level at 
U515 pin 5 sets U516 pin 1 high which then turns Q508 on and normal operation 
resumes. 

The IN CAL annunciator will be off and can be reset by SW501 only if the oven 
temperature is within limits (the time required to reach this condition is dependent on 
how long the instrument remained upowered). 
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Some semiconductors and custom IC's can be 
damaged by electrostatic discharge during 
handling. This notice explains how you can 
minimize the chances of destroying such devices 
by: 

1 . Knowing that there is a problem. 

2. Leaning the guidelines for handling them. 

3. Using the procedures, packaging, and 
bench techniques that are recommended. 



The following practices should be followed to minimize damage to S.S. (static sensitive) devices. 




1. MINIMIZE HANDLING 




2. KEEP PARTS IN ORIGINAL CONTAINERS 
UNTIL READY FOR USE. 




3. DISCHARGE PERSONAL STATIC BEFORE 
HANDLING DEVICES. USE A HIGH RESIS- 
TANCE GROUNDING WRIST STRAP. 







5. USE STATIC SHIELDING CONTAINERS FOR 
HANDLING AND TRANSPORT. 




6. DO NOT SLIDE S.S. DEVICES OVER 
ANY SURFACE. 








>oO 
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8. WHEN REMOVING PLUG-IN ASSEMBLIES 
HANDLE ONLY BY NON-CONDUCTIVE 
EDGES AND NEVER TOUCH OPEN EDGE 
CONNECTOR EXCEPT AT STATIC-FREE 
WORK STATION. PLACING SHORTING 
STRIPS ON EDGE CONNECTOR HELPS 
PROTECT INSTALLED S.S. DEVICES. 




9. HANDLE S.S. DEVICES ONLY AT A 
STATIC-FREE WORK STATION. 



10. ONLY ANTI-STATIC TYPE SOLDER- 
SUCKERS SHOULD BE USED. 

11. ONLY GROUNDED-TIP SOLDERING 
IRONS SHOULD BE USED. 



7. AVOID PLASTIC, VINYL AND STYROFOAM® 
IN WORK AREA. 



PORTIONS REPRINTED 

WITH PERMISSION FROM TEKTRONIX INC. 

AND GERNER DYNAMICS, POMONA DIV. 



® Dow Chemical 
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/K Warning 

Servicing described in this section is to be done by qualified 
personnel only. To avoid electric shock or fire, do not service 
the 732B unless you are qualified to do so. 



Introduction 5-1. 

This section explains how to calibrate the 732B and how to do other maintenance tasks. 
You can also return the 732B to Fluke for recalihration and certification of traceability to 
NIST (National Institute of Standards and Technology, formerly NBS). (See Section 1 
for the procedure to obtain service or calibration from Fluke.) 



Service Information 5-2. 

The 732B is warranted for a period of 1 year on delivery to the original purchaser. The 
Warranty is located on the reverse side of the title page at the front of this manual. 

Factory authorized calibration and service for Fluke products is offered at various 
worldwide locations. A list of Fluke Service Centers is located at the end of the parts 
lists in Section 6. Refer to Section 1 for shipping information. 



Replacing the Fuse 5-3. 

Refer to Section 2 for the fuse access procedure. 



Cleaning the External Surfaces 5-4. 

Caution 

To prevent possible damage to the surfaces of the standard, do 
not use aromatic hydrocarbons or chlorinated solvents for 
cleaning. 

When the 732B is properly cared for and kept in a controlled atmosphere, you seldom 
need to clean it. However, any contamination, particularly oil, on the instrument can 
create leakage paths that can degrade accuracy. 

To keep the standard looking like new, clean the case with a soft cloth slightly dampened 
with water or a non-abrasive mild cleaning solution that does not harm painted surfaces 
or plastics. Do not attempt to clean the interior of the instrument. 



Calibration 5-5. 

If the IN CAL indicator is off, or if your calibration interval is expiring, use one of the 
following procedures to calibrate (assign a value to) the 732B. After you complete 
calibration, reset the IN CAL indicator as described further on in this section. 

To maintain its status as a traceable standard following calibration, the 732B must 
continue to receive uninterrupted operating voltage from the ac line or from the internal 
battery. If operating power is interrupted, the front panel IN CAL indicator goes off and 
recalihration is necessary. 
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You have a choice of two lOV output calibration procedures. Both procedures use direct 
comparison between your 732B, called the Unit Under Test (UUT), and a certified 732B 
or 732A to calibrate the lOV output. In the first procedure, you do not adjust the 732B 
under test. In the second procedure, you adjust the lOV output of the 732B under test so 
that it is equal to the reference standard. The 1.018V output is divided down from the 
lOV output, and is not independently adjustable. 

Note 

Equivalent equipment and methods may be substituted for the following 
calibration procedures as long as the equipment and standards used are at 
least as accurate as those specified. 



Preparing for Calibration 5-6. 

Choose either the procedure with adjustment or without adjustment. Table 5-1 lists the 
equipment you will need to calibrate the 732B. Before you proceed, leave the 732B 
powered on with the BAT switch set to I and the standard plugged into ac line power for 
24 hours. This stabilizes the oven temperature and fully charges the internal battery. If 
you want to calibrate the 732B without adjusting it, skip to "lOV Calibration Without 
Adjustment." 



Table 5-1. Equipment Required for Calibration 



Equipment 


Manufacturer 


Minimum Use Specifications 


Null Detector 


Fluke 845AB or 845AR 


0.1 gV Resolution 


Low Thermal Shielded Test 
Leads 


Any 


NA 


Calibrated 10V Reference 
Standard 


Fluke 732B 


Certified to the uncertainty 
required for your laboratory 



Preparing for 10V Calibration with Adjustment 5-7. 

In this method, you to adjust the lOV output of the 732B during the calibration 
procedure. To access the bed adjustment switches, perform the "Initial Access 
Procedure" in this section. The bed output adjustment switches are located on top near 
the front of the instrument as shown in Figure 5-2. Each switch has the numbers 0 
through 9 marked on it. Each higher numbered switch setting causes the output voltage 
to increment a positive amount. 

The switches are labeled to represent the approximate lOV output shift in ppm as 
follows: 

• Switch "100" (ppm) adjusts the output in increments of approximately 1 mV to 1.5 
mV. The usable range of this switch is 0 to 3. Positions greater than 3 are not 
implemented and will simply repeat positions 0 through 3. 

• Switch "10" (ppm) adjust the output in increments of approximately 100 pV to 150 
pV. The usable range of this switch is 0 to 9. 

• Switch "1.0" (ppm) adjusts the output in increments of approximately 10 to 15 pV. 
The usable range of this switch is 0 to 9. 

• Switch "0.1" (ppm) adjusts the output in increments of approximately 1 pV. The 
usable range of this switch is 0 to 9. 
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CONNECTION: 

1. UUT10VHITO845ABINPUT 

2. REF 732B 10V HI TO 845AB COMMON 

3. UUT10VLOTOREF732BLO 

4. CHASSIS TO GUARD AND TO 1 0V 
COM @ REF 732B 

5. NO CABLE SHIELD CONNECTION TO 
845AB GUARD 

6. 845AB GUARD TO 845AB COMMON 

7. REF 732B GUARD TO REF 732B 
CABLE SHIELD 

8. UUT732B GUARD TO UUT732B 
CABLE SHIELD 

9. REF 732B CABLE SHIELD TO UUT 

732B CABLE SHIELD ^ 








Figure 5-1. 10V Output 



845AB/AR NULL DETECTOR 
(LINE POWERED) 




k19f.eps 

libration Connections 
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The lowest bed switch setting is "0000" and the highest is "3999" (in the most significant 
to least significant bit order). This range of settings represents total adjustment of 400 
ppm (4 mV) minimum, with a resolution of approximately 1 pV. Typically, the bed 
setting for an exact lO.OV will range from 1400 to 2200. 



Calibration with Adjustment 5-8. 

Complete the following procedure to standardize the output of the 732B to a Certified 

732B. Verify that for the UUT, the 24-hour warmup period on ac line power has been 

met. Always set the null detector to ZERO when changing leads. 

Proceed as follows to calibrate the 732B: 

1. Obtain a certified 732B or 732 A to use as the reference standard. 

Caution 

To avoid cracking or jamming the piastic binding post insuiators, 
tighten them oniy with finger pressure. Do not use toois. 

2. Connect the UUT, certified 732B, and null detector as shown in Figure 5-1. 

3. Set the OPR switch on the null detector to the ZERO position. Adjust the null 
detector for zero on the 3 pV range. 

4. Set the null detector to the 30 pV range and the OPR switch to OPR. If the null 
detector needle is pegged, set the range to 100 pV. 

5. Adjust the 1.0 ppm bed switch until the null detector reads less than 10 pV positive 
or negative. 

Note 

If the switch reaches "0" and the null detector is more positive than 10 uV, 
adjust the 10 ppm bed switch down one setting. If the 10 ppm bed switch 
is already at "0", adjust the 100 ppm switch down one setting and set the 
10 ppm bed switch to "9". Continue adjusting the 1.0 ppm bed switch 
until the null detector is within 10 juV. 

Note 

If the switch reaches ”9” and the null detector is more negative than -10 pV, 
adjust the 10 ppm bed switch up one setting. If the 10 ppm bed switch is 
already at "9", adjust the 100 ppm switch up one setting and set the 10 
ppm bed switch to "0". Continue adjusting the 1.0 ppm bed switch until 
the null detector is within 10 pN. 

6. Set the null detector to the 10 pV range and adjust the 0.1 ppm bed switch until the 
null detector reads less than 3 pV, positive or negative. 

7. Set the null detector to the 3 pV range. Set the OPR switch on the Null Detector to 
the ZERO position. Readjust the null detector for zero, if necessary. 
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Figure 5-2. Location of 732B Calibration Adjustment Switches 
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8. Allow the system to stabilize for at least one minute before final adjustment. Adjust 
the 0. 1 ppm bed switch for a null indication on the null detector. 

Note 

If the switch reaches "0" and the null detector is still on the positive side of a 
null, adjust the 1.0 ppm bed switch down one setting. If the 1.0 ppm bed 
switch is already at "0”, adjust the 10 ppm switch down one setting and 
set the 1.0 ppm bed switch to "9". Continue adjusting the 0.1 ppm bed 
switch for a null indication on the null detector. 

Note 

If the switch reaches "9" and the null detector is still on the negative side of a 
null, adjust the 1.0 ppm bed switch up one setting. If the 1.0 ppm bed 
switch is already at "9", adjust the 10 ppm switch up one setting and set 
the 1.0 ppm bed switch to ”0". Continue adjusting the 0.1 ppm bed switch 
for a null indication on the null detector. 

9. Reverse the HI and LO (positive and negative) leads on the UUT and certified 732B. 

10. Set the OPR switch on the null detector to the OPR position and observe the reading. 
If the reading does not equal zero, adjust the UUT for one -half of the null detector 
reading. 

1 1 . Reverse the HI and LO (positive and negative) leads on the UUT and on the 
Certified 732B. The null detector should have the same reading as it did at the end 
of step 10. If it does not, adjust the UUT for one-half the difference. 

12. Repeat steps 9 through 1 1 until the Null reading does not change when the UUT and 
Certified 732B leads are reversed. 

13. The residual reading on the null detector equals the sum of the thermal voltages in 
the circuit. At this point, the output voltage of the UUT equals the output voltage of 
the Certified 732B. 

14. If the IN CAL led is illuminated, proceed to step 15. If it is not, depress the switch 
inside the RESET hole located on the rear panel. 

15. Calibration on the lOV output is complete. Record all test results. Disconnect all 
test equipment. Place the top cover on the UUT, securing it with the six screws. 
Cover the RESET hole and one of the six screws with tamper-proof calibration seals. 



Calibration Without Adjustment 5-9. 

Complete the following procedure to standardize the output of the 732B to a Certified 
732B. Battery operation of the 732B UUT is preferred. Turn on the filtering of the 
8506A. 

1. Obtain a certified 732B to use as the reference standard. 

Caution 

To avoid cracking or jamming the piastic binding post insuiators, 
tighten them oniy with finger pressure. Do not use toois. 

2. Connect the UUT, Certified 732B, and 8506A as shown in Eigure 5-1. (Substitute 
the 8506A for the 854AB shown in the figure.) 

3. Average 8506A readings over a period of at least one minute. 
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4. Reverse the HI and LO (positive and negative) leads on the UUT and certified 732B. 

5. Average 8506A readings over a period of at least one minute. 

6. Subtract the reading in step 5 from the reading in step 3 and divide this difference hy 

2 . 

7. To determine the lOV value of the 732B UUT, add the value in step 6 to the lOV 
value of the reference. 

8. If the IN CAL led is illuminated, proceed to step 9. If it is not, depress the switch 
inside the RESET hole located on the rear panel. 

9. Calibration of the lOV output is complete. Record all test results. Disconnect all test 
equipment. Place the top cover on the UUT, securing it with the six screws. Cover 
the RESET hole and one of the six screws with tamper-proof calibration seals. 



Access Procedures 5-10. 

Procedures to access the battery, the oven assembly, the A5 Battery Charger/Power 
Supply, and the power transformer follow. No access procedure is provided for 
components and assemblies inside the oven assembly. The oven assembly contains no 
user-serviceable parts, and must be replaced as a unit in case of failure. This unit is the 
small box inside the foam insulation, and it includes the attached flex circuit. 



Initial Access Procedure 5-11. 

Refer to Eigure 5-3 and proceed as follows to remove the 732B cover and prepare to 
access internal components: 

/K Warning 

To avoid explosion or fire, be careful not to short the battery 
terminals. 

1 . Remove the ac line cord from the rear panel. 

2. Remove the six screws that fasten the top cover to the chassis. Three screws are 
located on each side of the instrument cover near the bottom. 

3. Lift off the top cover. 

Replacing the Battery 5-12. 

Eor preventive maintenance, replace the battery every 18 to 24 months if the 72 hour 
battery backup time is important. If the battery fails to switch from high-current charging 
mode to trickle voltage mode, either the charger is defective or the battery needs 
replacement. Troubleshooting procedures for the A5 Battery Charger are presented 
further on in this section. 

The correct battery is available from Eluke by ordering Eluke P/N 887042. Refer to 
Eigure 5-4 and proceed as follows to replace the battery: 
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Figure 5-3. Accessing Internal Components 
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/K Warning 

Wear eye protection. Use extreme care not to short the battery 
terminals. The battery may explode if shorted. 

1 . Leave the ac power on to maintain calibration. Remove any cables connected to the 
MONITOR/EXT BAT IN connector. 

2. Set the rear panel BAT switch to O. 

3. Remove the six screws that fasten the top cover and remove the cover. 

4. Disconnect the 4-pin, 2-wire connector from the battery where it connects to the A5 
assembly. 

5. Free the ribbon cable that comes from the front panel from its hold-down guides, 

leaving it connected to the AS assembly. 

The “IN CAL” indicator on the front panel will no longer be illuminated. This does not 
effect the reference if you do not remove the Mains Power from the instrument. 

6. Pull off the red battery terminal lead. 

7. Remove the four screws that fasten the battery hold-down bracket (which supports 
the A5) to the chassis. 

8. Wiggle the battery hold-down bracket until it breaks loose from the foam backing. 

9. Lift the front edge of the battery hold-down bracket as shown in view A of Figure 5- 
4. 

10. Pull the battery hold-down bracket forward until it clears the rear bezel, then rotate it 
90° and position it in the keyholes as shown in view B of Figure 5-4. 

1 1 . Disconnect the black battery terminal lead and lift out the battery. 

12. Put a new battery in place. 

13. Connect the black battery terminal lead only. 

14. Slide the battery hold-down bracket in at the rear first as it came out, drop it into 
place, and check for pinched wires. 

15. Install the four battery hold-down bracket screws loosely first, then tighten them. 

16. Reconnect the red battery terminal lead. 

17. Reconnect the 4-pin connector from the battery to the A5 assembly. (Verify correct 
polarity.) 

18. Hook the ribbon cable that comes from the front panel under its two guides. 

19. Check all connections for tightness. 

20. Reinstall the top cover. 

21. Set the BAT switch to the I position. 

22. Reset the CAL swithc by pressing the button accessible through the rear panel CAL 
RESET hole with an insulated probe. 

23. Verify that the IN CAL indicator remains lit. 

24. Reconnect ac line power for normal operation. 
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DISCONNECT 
BATTERY CABLE 
(4 POSITION 2 WIRES) 



CAUTION 

TO AVOID LOSS OF 
CALIBRATION, LEAVE AC 
LINE CORD PLUGGED IN. 



DISCONNECT 
RED WIRE 
(BATTERY TERMINAL) 




Figure 5-4. Replacing the Battery 



k22f.eps 



5-12 




Maintenance (“ 

/Access Procedures O 



Replacing the Oven Assembly 5-13. 

Refer to "Troubleshooting" to confirm the necessity of replacing the oven (reference) 
assembly. Assembled and tested reference assemblies are available from Fluke as P/N 
869193. To replace the oven assembly, which contains the lOV reference circuitry, 
proceed as follows: 

1. Do the steps under "Initial Access Procedure." 

2. Disconnect the two cables that are attached to the A5 assembly at the oven assembly. 

3. Refer to Figure 5-3 and remove the three screws that fasten the front panel and oven 
to the chassis (one on each side and one on the bottom). 

4. Remove the four screws (two on each side) that fasten the oven to the front panel 
bezel. 

5. Remove the oven assembly. Refer to the parts list illustration for the 732B Final 
Assembly for further breakdown information. 

6. Reverse the steps to install a new oven assembly. 

Accessing the A5 Battery Charger 5-14. 

Proceed as follows to access A5 Battery Charger/Power Supply assembly for 
troubleshooting or replacement. 

1. Do the steps under "Initial Access Procedure." 

2. The component side of the A5 assembly is now accessible for probing if you are 
troubleshooting the board. 

3. To remove the A5 assembly, disconnect all four cables from the board. 

4. Remove the two screws that fasten the U504 and U500 TO-220 packages to the 
battery hold-down bracket. 

5. Remove the five screws that fasten the A5 assembly to the battery hold-down 
bracket. 

6. Remove the A5 assembly. Be careful not to lose the four insulators from step 4. 

7. When you reinstall the A5 assembly, reinstall the screws through the tabs on U504 
and U500 before you reinstall the rest of the screws. Be careful to include the 
isolation washers under the tabs. 

Removing the Power Transformer Assembly 5-15. 

Proceed as follows to remove the power transformer assembly: 

1. Do the steps under "Initial Access Procedure." 

2. Remove any cable attached to the rear panel. 

3. Disconnect the 3-position cable from the power transformer assembly where it plugs 
onto the A5 assembly. 

4. Remove the three screws that fasten the rear panel and transformer assembly to the 
chassis (one on each side and one on the bottom). 

5. Slide the rear panel and transformer assembly (still fastened together) slightly back 
and out of the way. 
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6. Remove the four screws (two on each side) that fasten the rear panel to the power 
transformer assembly. 

7. Remove the power transformer assembly. 

Troubleshooting 5-16. 

When a problem occurs with the 732B, first verify that the battery is good and that the 
line power fuse is intact. Then you need to determine if the problem is in the lOV 
reference circuitry or the A5 Battery Charger/Power Supply assembly. 

Presented first is a simple performance test for troubleshooting the lOV reference 
circuitry. If the lOV reference circuit is faulty, the complete oven assembly must be 
replaced as a unit. The reason for this is that repairing the reference circuitry can disrupt 
the stability of the standard. 

Following the lOV reference performance test is a detailed troubleshooting procedure for 
the A5 Battery Charger/Power Supply. If you believe that the reference circuitry is 
faulty, review the A5 troubleshooting information first. Make sure that the problem is 
not in the A5 assembly before you replace an oven assembly. 



10V Reference Performance Test 5- 1 7. 

To check for a failure in the lOV reference circuitry, look for any of the following 

symptoms (assuming that you have allowed a warmup period of at least 24 hours): 

1. The lOV output is further than ±3 mV from lOV. 

2. The 1.018V output is further than ±1.5 mV from lOV. 

3. When the lOV output is shorted, the short circuit current is greater than 50 mA. 

4. The lOV output is excessively noisy with consistent dvm rattle of greater than 5 pV 
(using a 6-1/2 or 7-1/2 digit dvm with sampling no faster than 1 per second and with 
filtering on). 

5. The 1.018V output is excessively noisy with consistent dvm rattle of greater than 2 
pV (using a 6-1/2 or 7-1/2 digit dvm with sampling no faster than 1 per second and 
with filtering on). 



Troubleshooting the A5 Battery Charger Assembly 5-18. 

There are six functional circuit groups in the A5 assembly: 

1 . Transformer/Rectifier/Filter 

2. Battery Charger 

3. -1-1 1.5V Preregulator 

4. -1-1 1.5V Regulator 

5. -6V Supply 

6. IN CAL LED Logic 

These groups are linked together but are autonomous enough to be checked 
independently on an input/output basis. The following information describes the circuits 
where necessary for understanding the troubleshooting method, but not in detail. For a 
more detailed circuit description, refer to Section 4. To locate test points and 
components, refer to the schematic and parts placement diagrams in Section 7. 
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Transformer/Rectifier/Filter 5- 1 9. 

The transformer/rectifier/filter functional group is composed of the transformer 
assembly, the overvoltage detect circuit, the rectifier bridge, and the capacitive filter. 

The transformer provides a secondary voltage of 25V rms, or about 30V pk. 

The best way to troubleshoot this section is to use an oscilloscope at TP501 and at the 
secondary input connector J501. The ripple voltage at TP501 should be approximately 
400 mV p-p. You can check the overvoltage detect circuit by using a variable ac source 
with some current limiting. The overvoltage detect circuit should short out the secondary 
when it trips. 

Use the following guide to symptoms and possible faults: 

Symptom 1: No voltage at TP501 

Check: Cable, secondary voltage, diodes CR501-504, C502, C503, or C504. 

Symptom 2: Charger puts out approximately 12V dc but will not go higher. 

Check: To see that the ac line voltage selector is in the 120V ac position. These 
symptoms will occur if the selector is in the 220V ac position and 120V ac is applied. 



Battery Charger 5-20. 

The battery charger is a dual mode charger. In one mode it acts as a current source of 
234 mA. In the other mode, it acts as a voltage source with a finite source impedance. IC 
U501, pins 6, 7, and 1 act as the sensing comparator for switching between these modes. 

If the battery charger doesn’t work correctly, start by removing ac power and the battery 
connections and replacing the battery with a 51f2, 3W resistor or resistor network. Power 
the unit with ac and check to see that the voltage across the resistor is consistent with a 
current of 234 mA (11.93V dc nominal). This checks the whole current source section of 
the circuit. 

If the voltage across R502 or R503 is not 1.25 V dc in the current mode, first check to see 
that SW502 is closed, then check U500 or the protection diode CR505. The sensing 
circuit is supposed to switch from the current mode to the voltage mode when the 
voltage across the battery is 14.6V dc. This is equivalent to a battery impedance of 
62.4Q.. You can simulate this impedance using a variable resistor from 50 to TOO., but 
make sure the resistor is able to dissipate the required power. If the circuit doesn’t switch 
from the current mode to the voltage mode, check the U501 comparator and Q502 
switch. 



+ 1 1.5V DC Preregulator 5-21. 

The +1 1.5V DC Preregulator circuit is a constant-voltage supply set by U504 and 
resistors R531 and R532. The output is nominally -I-14.9V dc. If the voltage is too high, 
check resistors R531 and R532, and U504 and CR507. 

The battery switch relay circuit should switch the state of relay K500 when the voltage at 
the output of U504 falls below about 14V dc. At this point, the zener stops conducting, 
and transistor Q503 switches off, thus de-energizing relay K500. Check the trip point of 
the relay switching circuit by reducing the voltage. Use either method 1 or 2: 

1. Insert a potentiometer in parallel with R532 to reduce the effective resistance of 
R532 to reduce the voltage in a controlled manner. 

2. Parallel R532 with a 4.12 kD resistor. This will drop the voltage to 12V dc. 
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+ 1 1.5V DC Regulator 5-22. 

The input and output of the +1 1.5 V dc regulator circuit can he easily checked at TP507 
and TP508. The input should he nominally 14.87V dc. The normal range is 14.52 to 
15.20V dc. If there is no voltage at the lOV output binding posts, check F501 first. If 
okay, check the regulator circuit around Q504. The reference voltage used for this circuit 
comes from U505, pin 6 and is +10.00V dc. Check U506 pin 3 to see that the feedback 
divider is at the proper ratio, which is VS/V^^^ = 0.870. 



-6V DC Supply 5-23. 

The -6V dc supply consists almost entirely of U5 1 1 . Check the -6V output at U5 1 1 pin 5 
or at J504 pin 6 to verify the output (voltage at J504 pin 6 will be approximately 0.4V 
less magnitude due to the drop in R566). If it is bad, first disconnect J504 and recheck 
the output. If it is now good, this confirms that something downstream from the cable is 
at fault. If still bad, check to see that V^^ and Common are correct on U5 1 1 . If they are 
correct, replace U5 1 1 . Also check C524, C525 and C527 to confirm that they are not 
damaged. 

IN CAL LED Logic 5-24. 

The IN CAL LED logic is controlled as follows: IN CAL LED(*) = TempHi(*) OR 
TempLo(*) OR BattLo(*), where (*) = asserted low. 

When the oven temperature is at nominal, TEMP-SENSE is approximately -I-8.14V dc. If 
the oven temperature rises above 55°C, this signal voltage increases to above -I-9.02V 
and a comparator in U507 changes state. Similarly, if the oven temperature falls to below 
35°C, the TEMP-SENSE voltage decreases to below -I-6.98V dc and a comparator in 
U507 changes state. If the VBATT line (battery voltage) falls to below -I-1L16V dc, a 
comparator in U507 changes state. 

Any of these actions (temperature too high or low or operating voltage too low) cause 
the IN CAL LED to go out. You can check each trip condition individually by using a 
variable source on the TEMP-SENSE line as follows: 

1. Check to see that -1-1 OV-REE is very close to lOV. This comes from U505 and 
should be quite stable. 

2. Check VBATT to see that it is greater than -I-12V dc. 

3. Disconnect J504 and connect a variable dc source to either J504 pin 5 or to TP513. 
Vary the source and look at the wired-OR connection at TP512. Make sure you are 
checking only one logic variable at a time. If there is a problem with any of these 
comparators, replace U507. 

The IN CAL LED is latched through the NAND gates in U509. If there is a problem 
with this, check SW501 or U509. The external IN CAL indicator, available at J502 on 
the rear panel, can be checked by varying the IN-CAL-LED(*) signal line and observing 
that Q506 changes state, that current through the optoisolator changes state, and that the 
output transistor in the optoisolator changes state. Be sure to use a 10 kf2 pullup resistor 
between U513 pin 7 (or J502 pin 7) and U513 pin 8 (or J502 pin 3). 
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Introduction 6-1. 

This section contains an illustrated list of replaceable parts for the 734A, and 732B. Parts 
are listed by assembly; alphabetized by reference designator. Each assembly is 
accompanied by an illustration showing the location of each part and its reference 
designator. The parts lists give the following information: 

• Reference designator 

• An indication if the part is subject to damage by static discharge 

• Description 

• Fluke stock number 

• Total quantity 

• Any special notes (i.e., factory- selected part) 

Caution 

A * symbol indicates a device that may be damaged by static 
discharge. 

How to Obtain Parts 6-2. 

Electrical components may be ordered directly from the Fluke Corporation and its 
authorized representatives by using the part number under the heading FLUKE STOCK 
NO. In the U.S., order directly from the Fluke Parts Dept, by calling 1-800-526-4731. 
Parts price information is available from the Fluke Corporation or its representatives. 
Prices are also available in a Fluke Replacement Parts Catalog which is available on 
request. 

In the event that the part ordered has been replaced by a new or improved part, the 
replacement will be accompanied by an explanatory note and installation instructions, if 
necessary. 

To ensure prompt delivery of the correct part, include the following information when 
you place an order: 

• Instrument model and serial number 

• Part number and revision level of the pea containing the part 

• Reference designator 

• Fluke stock number 

• Description (as given under the DESCRIPTION heading) 

• Quantity 



Manual Status Information 6-3. 

The Manual Status Information table that precedes the parts list defines the assembly 
revision levels that are documented in the manual. Revision levels are printed on the 
component side of each pea. 



Newer Instruments 6-4. 

Changes and improvements made to the instrument are identified by incrementing the 
revision letter marked on the affected pea. These changes are documented on a manual 
supplement which, when applicable, is included with the manual. 



6-3 




732B/734A 

Instruction Manual 



Service Centers 

To locate an authorized service center or to contact Fluke, call one of the following 
telephone numbers: 

USA and Canada: 1 -800-44-FLUKE (1-800-443-5853) 

Europe: -1-31402-678-200 

Japan: -t-81-3-3434-0181 

Singapore: -i-65-jf: -276-6196 

Anywhere in the world: -1-1-425-356-5500 

Or, visit Eluke’s Web site at www.fluke.com. 



Parts 



6 - 6 . 



Note 

Ni-Cd 

This instrument contains a sealed lead battery. Do not mix with the solid 
waste stream. Spent batteries should be disposed of by a qualified recycler 
or hazardous materials handler. Contact your authorized Fluke service 
center for recycling information. 



Manual Status Information 



Ref or 
Option No. 


Assembly Name 


Fluke 
Part No. 


Revision 

Level 


At 

A5 


Front Panel PCA 
Power Supply PCA 


869169 

869185 


C 

G 



6 - 5 . 
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Table 6-1. 734A DC Reference Standard 



Reference 

Designator 


Description 


Fluke Stock 
No 


Tot Qty 


Notes 


A732 


732B DC STANDARD 


869297 


4 




FI 


FUSE, .25X1 .25,0.1 87A, 250V, SLOW 


501098 


1 




H500 


SCREW, PH, P,LOCK,STL,6-32,.250 


152140 


14 




H515 


SCREW, FHU,P,LOCK,SS, 6-32, .250 


320093 


22 




H540 


SCREW, CAP, SCKT,SS, 8-32, .375 


295105 


20 




H565 


SCREW,KNURL,SL,CAPT,SS, 10-32,1, 750 


912436 


4 




H570 


RIVET,BUTTON,NYL,.125,.330 


927533 


12 




MP509 


BARREL NUT 


868984 


4 




MP513 


INST TOP COVER 


86901 1 


1 




MP514 


INST BOTTOM COVER 


869016 


1 




MP515 


REAR PANEL 


868989 


1 




MP516 


GUIDE PIN 


869029 


4 




MP520 


BOTTOM FOOT, MOLDED, GRAY #7 


868786 


4 




MP524 


HANDLE, INSTRUMENT, GRAY #7 


886333 


4 




MP528 


SIDE TRIM INSERT 


878934 


2 




MP530 


CHASSIS ASSEMBLY 


878939 


1 




MP531 


SIDETRIM 


869052 


2 




MP533 


DECAL, FRONT PANEL 


869326 


1 




MP534 


BEZEL BOTTOM, PAINTED 


921908 


1 




MP535 


PAWL,PAINTED 


921903 


4 




MP539 


BEZEL TOP, PAINTED 


921911 


1 




MP540 


SPRING,COIL,EXT,LOOP END,SS, .500m, 125 


912423 


4 




MP544 


SPRING,COIL,COMP,SS,1 .00, .240 


912428 


4 




TM1 


732B/734A INSTRUCTION MANUAL 


869321 


1 




W503 


RECEPTACLE CABLE 


921890 


1 




W504 


CORD, LINE,5-15/IEC, 3-1 8AWG,SVT 


284174 


1 
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Figure 6-1 . 734A DC Reference Standard 
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Figure 6-1. 734A DC Reference Standard (cent) 
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Figure 6-1. 734A DC Reference Standard (cent) 
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Table 6-2. 732B DC Standard 



Reference 

Designator 


Description 


Fluke Stock 
No 


Tot Qty 


Notes 


A1 


* FRONT PANEL PCA 


869169 


1 




A5 


* POWER SUPPLY PCA 


869185 


1 




BT401 


BATTERY, LEAD-ACID, 12V, 6. 5AH 


887042 


1 




FI 


FUSE, .25X1 .25,0.1 87A,250V,SLOW 


501098 


1 




E001 


TERM,RING,#6,26-22AWG,CRIMP,GOLD 


832667 


1 




H112 


WASHER, LOCK,INTRNL,STL,. 51 2ID 


641381 


1 




H146 


WASHER,FLAT, BRASS, #8, 0.032 THK 


631606 


5 




H174 


SCREW,FHU,P, LOCK, SS,6-32,. 250 


320093 


16 




H185 


SCREW,PH,P,LOCK,STL,6-32,.250 


152140 


16 




H225 


SCREW,FH,P,LOCK,STL, 4-40, .250 


114884 


1 




H226 


SCREW,PH,P,LOCK,STL,4-40,.250 


129890 


2 




H303 


SCREW,PH,P,LOCK,STL,6-32,.312 


152157 


4 




H504 


SCREW,CAP,SCKT,SS,8-32,.375 


295105 


2 




H618 


SCREW,FHU,P,SS, 6-32, .312 


867234 


6 




H625 


WASHER,SHLDR,NYLON,.118,.250 


485417 


2 




MP100 


* REFERENCE MODULE ASSEMBLY 


869193 


1 




MP103 


GUARD TOP 


878918 


1 




MP104 


GUARD BOTTOM 


878921 


1 




MP106 


BEZEL 


871819 


2 




MP107 


FRONT PANEL DECAL 


871827 


1 




MP108 


FRONT PANEL 


871876 


1 




MP111 


GROUND ADAPTER, BINDING POST 


882998 


1 




MP113 


INSULATOR, BINDING POST,FRONT, BLACK 


86041 1 


6 




MP119 


INSULATOR, REAR, BINDING POST,BLACK 


860361 


5 




MP125 


BINDING POST-RED 


860452 


2 




MP127 


BINDING POST, BLACK 


860457 


2 




MP129 


BINDING POST, GREEN 


871616 


1 




MP130 


BINDING POST, BLUE 


871637 


1 




MP143 


GROUND STRIP,BECU, SPRING FINGER 


370619 


1 




MP144 


CABLE ACCESSORY,CLAMP, ADHESIVE 


838300 


2 




MP151 


CABLE TIE,MOUNT,ADHESIVE,0.19” 


565036 


1 




MP155 


WASHER, LOW THERMAL #8 


859939 


9 




MP164 


NUT, #8 LOW THERMAL 


850334 


11 




MP196 


CORE, BEAD, FERRITE,. 562X.25X.53 


876979 


4 




MP228 


0-RING, NITRILE N674-70,.208,.070 


910815 


2 




MP307 


REAR PANEL 


878884 


1 




MP310 


LABEL, BATTERY SWITCH ALERT,732 


921978 


1 




MP314 


FLUKE NAMEPLATE 


879770 


1 




MP315 


LABEL,VINYL,1.500,.312 


844712 


1 




MP401 


TERMINAL MTG ASSY 


878947 


1 




MP402 


BATTERY BRACKET 


878897 


1 




MP405 


CHASSIS ASSEMBLY 


878942 


1 
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Table 6-2. 732B DC Standard (cent) 



Reference 

Designator 


Description 


Fluke Stock 
No 


Tot Qty 


Notes 


MP502 


HANDLE ARM/REAR FOOT 


871868 


2 




MP506 


TOP COVER, PAINTED 


871962 


1 




MP508 


HANDLE, PAINTED 


871959 


1 




MP509 


DECAL, CSA 


864470 


1 




MP602 


INSUL PT, DIODE, POLYIMIDE,.130„375 


887307 


2 




MP636 


FOOT,RUBBER,ADHES,BLK,.50 SO, .23 THK 


887047 


4 




MP703 


OVEN FOAM 


871806 


1 




MP704 


FOAM PLUG, INNER 


871801 


1 




MP705 


FOAM PLUG, OUTER 


871814 


1 




MP706 


OVEN TOP COVER 


869110 


1 




MP707 


TERMINAL EXTENSION 


869102 


4 




T633 


TRANSFORMER ASSY 


878967 


1 




TM1 


732B/734A INSTRUCTION MANUAL 


869321 


1 




W001 


WIRE,TEF,UL1180,26AWG,STRN,WHT 


166991 


1 




W230 


CORD,LINE,5-15/IEC,3-18AWG,SVT 


284174 


1 




W640 


CABLE, BATTERY 


869198 


1 
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Figure 6-2. 732B DC Standard (cent) 
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Figure 6-2. 732B DC Standard (cent) 
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Figure 6-2. 732B DC Standard (cont) 
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Table 6-3. A1 Front Panel PCA 



Reference 

Designator 


Description 


Fluke Stock 
No 


Tot Qty 


Notes 


C100 


CAP, POLYES, 0.1 UF, -1-10%, 50V 


649913 


1 




C101 


CAP,TA,1UF,-i-20%,35V 


697417 


1 




C102 


CAP,POLYES,0.2UF,-i-1 0%,50V 


706028 


1 




CR100-103 


LED, RED, T1 ,2.0 MCD 


875666 


4 




CR104 


DIODE, SI, 100 PIV,5.0 AMP 


483701 


1 




CR105 


DIODE,SI,BV=125V,IO=150MA,500MW 


272252 


1 




E100 


SURGE PROTECTOR, 230V,-i-1 5% 


500363 


1 




MP100-103 


SPACER,LED MOUNT, PVC,.375 


887067 


4 




Q100 


* TRANSISTOR, SI, N-DMOS PWR FET, TO-92 


782565 


1 




R1 00-1 03 


RES,MF,10K,-r-1%,0.125W,100PPM 


168260 


4 




R104 


RES,MF,1M,-r-1%,0.125W,100PPM 


268797 


1 




R105 


RES,MF,590,-r-1%,0.125W,100PPM 


261883 


1 




R106 


RES,CF,100K,-h-5%,0.25W 


348920 


1 




U100 


* IC,CMOS,TIMER 


742254 


1 




VR101 


* ZENER,TRANS SUPPRESSOR, 11V,5% 


912381 


1 




W104 


CABLE, FRONT PANEL 


869149 


1 
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Figure 6-3. A1 Front Panel PCA 
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Table 6-4. A5 Power Supply PCA 



Reference 

Designator 


Description 


Fluke Stock 
No 


Tot Qty 


Notes 


C500,C501 


CAP,POLYES,1UF,+-10%,50V 


733089 


2 




C502 


CAP,AL,2200UF,+-20%,50V,SOLV PROOF 


876826 


1 




C503,C505, 


CAP,POLYES,0.22UF,+-10%,50V 


706028 


13 




C506,C509, 




706028 






C513,C517, 




706028 






C520,C522, 




706028 






C523,C528, 




706028 






C537-539 




706028 






C504,C514 


CAP,TA,10UF,+-20%,50V 


800516 


2 




C515 


CAP,TA,10UF,+-20%,35V 


816512 


1 




C516 


CAP,CER,2200PF,+-1 0%,500V,Z5R 


817007 


1 




C518,C519, 


CAP,TA,22UF,+-20%,25V 


845149 


5 




C529,C530, 




845149 






C540 




845149 






C524,C527 


CAP,TA,6.8UF,+-20%,35V 


807602 


2 




C525 


CAP,TA,68UF,+-20%,16V 


875422 


1 




C526 


CAP,CER,2000PF,+-5%,50V,C0G 


832618 


1 




C531 


CAP, TA,150UF, +-20%, 15V, SURGE TESTED 


422576 


1 




C532,C534, 


CAP,TA,2.2UF,+-10%,35V 


697433 


3 




C535 




697433 






C541 


CAP,POLYCA,0.622UF,+-1%,50V 


800474 


1 




C542 


CAP,TA,22UF,+-20%,35V 


394775 


1 




C543,C544 


CAP,TA,22UF,+-20%,15v 


423012 


2 




CR500 


* THYRISTOR,Si,SCR,VBO=600V,20A 


886978 


1 




CR501-CR510, 


DIODE, SI, 100 PIV,1 AMP 


742874 


15 




CR513-CR517 




742874 






CR511, CR512 


* DIODE,SI,BV=75V,IO=150MA,500MW 


203323 


2 




F501 


FUSE,8X8.5MM,1.6A,250V,SLOW,RADIAL 


816488 


1 




J502 


CONN,D-SUB,PWB,RT ANG,9 SCKT 


886713 


1 




J503 


HEADER,2 ROW,.1 00CTR,RT ANG,10 PIN 


886965 


1 




J504 


HEADER, 1 ROW,.100CTR,6 PIN 


758003 


1 




J505 


HEADER,1 ROW,.156CTR,4 PIN 


385443 


1 




K500 


RELAY,ARMATURE,2 FORM C,12VDC 


876974 


1 




MP1,MP2 


SCREW,PH,P,LOCK,STL,4-40,.250 


129890 


2 




MP3, MP4 


NUT,HEX,SS,4-40 


147611 


2 




MP5,MP6 


WASHER,FLAT,FIBER,.125,.250,.031 


110890 


2 




MP501 


SWITCH ACC,CAP,BLK 


876891 


1 




MP554 


CABLE ACCESS,TIE,4.00L,.10W,.75 DIA 


1 72080 


1 




P501 


HEADER, 1 ROW,.156CTR,3 PIN 


380022 


1 




Q502, Q505- 


* TRANSISTOR,SI,N-DMOS PWR FET,TO-92 


782565 


4 




Q507 




782565 






Q503 


* TRANSISTOR,SI,NPN,60V,1W,TO-92 


698225 


1 




Q504 


* TRANSISTOR,SI,P-MOS,0.3 OHM,TO-220 


782516 


1 
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Table 6-4. A5 Power Supply PCA (cont) 



Reference 

Designator 


Description 


Fiuke Stock 
No 


Tot Qty 


Notes 


Q508 


* TRANSISTOR, SIN-MOS, 0.10 OHM, TO-220 


9441 1 1 


1 




R500 


RES,MF,200,+-1%,0.125W,100PPM 


245340 


1 




R501 


RES,CERM,560,+-5%,3W,100PPM 


643764 


1 




R502,R503 


RES,MF,10.7,+-1%,0.5W,100PPM 


168740 


2 




R504 


RES,MF,143,+-1%,0.125W,100PPM 


1 92906 


1 




R505,R531 


RES,MF,121,+-1%,0.125W,100PPM 


343160 


2 




R506 


RES,MF,1.33K,+-1%,0.125W,100PPM 


260307 


1 




R514 


RES,MF,13.7K,+-1%,0.125W,100PPM 


236752 


1 




R515,R544, 


RES,MF,75K,+-1%,0.125W,100PPM 


291443 


3 




R548 




291443 






R517,R549 


RES,MF,20.5K,+-1%,0.125W,100PPM 


261669 


2 




R518 


RES,MF,1M,+-1%,0.125W,100PPM 


268797 


1 




R519 


RES,MF,174K,+-1%,0.125W,100PPM 


235184 


1 




R520 


RES,MF,18.12K,+-0.1%,0.125W,50PPM 


734020 


1 




R521 


RES,MF,39.2K,+-1%,0.125W,100PPM 


236414 


1 




R529 


RES,MF,5.9K,+-1%,0.125W,100PPM 


267351 


1 




R532 


RES,MF,1.37K,+-1%,0.125W,100PPM 


448241 


1 




R533 


RES,MF,649,+-1%,0.125W,100PPM 


309955 


1 




R534 


RES,MF,1.33K,+-1%,0.125W,100PPM 


260307 


1 




R535 


RES,MF,33.2K,+-1%,0.125W,100PPM 


291393 


1 




R536,R552 


RES,MF,20K,+-1%,0.125W,100PPM 


291872 


2 




R537 


RES,MF,200K,+-1%,0.125W,100PPM 


261701 


1 




R538 


RES,MF,14.3K,+-1%,0.125W,100PPM 


291617 


1 




R539 


RES,MF,95.3K,+-1%,0.125W,100PPM 


289561 


1 




R540 


RES,MF,10.5K,+-1%,0.125W,100PPM 


234096 


1 




R541 


RES,MF,93.1K,+-1%,0.125W,100PPM 


223586 


1 




R542 


RES,MF,2.49K,+-1%,0.125W,100PPM 


226209 


1 




R543 


RES,MF,18.7K,+-1%,0.125W,50PPM 


347088 


1 




R545 


RES,MF,140K,+-1%,0.125W,100PPM 


289439 


1 




R546 


RES,MF,3.16M,+-1%,0.125W,100PPM 


494815 


1 




R547 


RES,MF,9.76K,+-1%,0.125W,100PPM 


241489 


1 




R550 


RES,MF,69.8K,+-0.1%,0.125W,25PMM 


346825 


1 




R551,R560 


RES,MF,10K,+-1%,0.125W,100PPM 


168260 


2 




R553 


RES,MF,121K,+-1%,0.125W,100PPM 


229369 


1 




R554 


RES,MF,100,+-1%,0.125W,100PPM 


168195 


1 




R558 


RES,CF,4.7K,+-5%,0.25W 


348821 


1 




R559,R561 


RES,MF,10,+-1%,0.125W,100PPM 


268789 


2 




R562 


RES,DF,4.7K,+-5%,0.25W 


721571 


1 




R563 


RES,CF,560,+-5%,0.25W 


810440 


1 




R564 


RES,MF,7.32K,+-1%,0.125w,100PPM 


853360 


1 




R565 


RES,MF,100K,+-1%,0.125w,100PPM 


757807 


1 




R566,R567 


RES,CF,100,+-5%,0.25W 


810465 


2 




RT502,RT503 


THERMISTOR,DISC,POSITIVE,1,+-20% 


816165 


2 
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Table 6-4. A5 Power Supply PCA (cont) 



Reference 

Designator 


Description 


Fluke Stock 
No 


Tot Qty 


Notes 


SW501 


SWITCH, POSH-BTN,SPDT,MOMENTARY,RT ANG 


743252 


1 




SW502 


SWITCH, SLIDE,SPDT 


453365 


1 




TP1 ,2,501 502, 


J0MPER,WIRE,NONINSOL,0.200CTR 


816090 


9 




504, 507-509, 




816090 






512,513 




816090 






U500,U504 


* IC,VOLT REG,ADJ,POS,LOW DROPOOT 


876537 


2 




U501,U507 


* IC,COMPARATOR,QOAD,14 PIN DIP 


387233 


2 




U505 


* IC,1 0.00V,65 PPM TC, VOLTAGE REF 


876532 


1 




U506 


* IC,OP AMP,MICROPOWER,DOAL,8 PIN 


876495 


1 




U509 


* IC,CMOS,QOAD 2 INPOT NAND GATE 


453241 


1 




U511 


* IC,SWITCHED CAP VOLT CONV W/REG,8 DIP 


876800 


1 




U513 


* ISOLATOR,OPTO,LED TO DARLINGTON, DOAL 


640664 


1 




0514,515 


* ISOLATOR,OPTO,LED,TO XSISTR 6N1 35 


354746 


2 




0516 


* IC,CMOS,DOAL D F/F,14 PIN DIP 


340117 


1 




VR501 


* ZENER,0NCOMP,43V,5%,3MA,0.5W 


851584 


1 




VR502 


* ZENER,0NCOMP,13.0V,5%,9.5MA,0.4W 


110726 


1 




VR503 


* ZENER,0NCOMP,15.0V,5%,1.0MA,0.4W 


352377 


1 




VR504 


* ZENER,0NCOMP,5.4V,5%,0.03MA,4.0W 


680504 


1 




VR508 


* ZENER,0NCOMP,20.0V,5%,6.2MA,0.4W 


180463 


1 




VR509 


* ZENER,0NCOMP,18.0V,5%,7.0MA,0,4W 


327973 


1 




XSW501 


SWITCH ACC,CAP,BLK 


876891 


1 
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Figure 6-4. A5 Power Supply PCA 
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Figure 7-1. A1 Front Panel PCA (cont) 
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Figure 7-5. A5 Power Supply PCA (cont) 



7-9 



732B 

Instruction Manual 



TO OVEN 
ASSY 'A4' 




k401.eps 



7-10 



7-5. A5 Power Supply PCA (cont) 



Schematic Diagrams 



(FROM SH 2) 

(FROM SH 1) 
(FROM SH 2) 

(FROM SH 2) 

(FROM SH 2) 
(FROM SH 1) 
(TO SH 1) 



(FROM SH 1) 




732b-1005 
(3 of 3) 



k41f.eps 



7-5. A5 Power Supply PCA (cont) 



7-11 



732B 

Instruction Manual 



7-12 



Index 



+1 1.5 V Low-Dropo ut Regu lator, ] 4- 12 



H-1 1.5V Preregulator, 4-11 



— 1 — 

lOV Output Calibration Connections (Figure 
5 



lOV Reference Circuit, 4-5 



lOV Reference Circuit Block Diagram (Figure), 



4-6 



lOV Reference Performance Test, 



1 1 .5 V DC Preregulator,|5-15 



11.5V DC Regulator, 5-16 



5-14 



— 6 — 

-6V DC Supply,! 5-16 



-6V Power Supply, 



4-12 



— 7 — 

732B Circuit Description, 

732B DC Standard (engineering drawing),! 6- 1 1 



4-5 



732B DC Standard (Table), !6-9| 640 



732B DC Standard Front Panel, 3-3 



732B DC Standard Front Panel Features 



(Figure),! 3-4 



732BDC Standard Front Panel Features (Table), 



3-5 



732B DC Standard Rear Panel, 

732BDC Standard Rear Panel Features (Figure), 



3-3 



3-6 



732BDC Standard Rear Panel Features (Table), 



3-7 



732B MONITOR/EXT BAT IN Connector 



Pinout (Figure),! 3-13 



732B Overall Block Diagram (Figure), 4-4 
732B/734 A Har dware Options and Accessories 
(Table), 



1-4 



732B-000 Special Calibration,! 1-5 



732B-100 Special Calibration and Drift 
Characterization,! 1-5! 



1-5 



732B-200 On Site Calibration, 
732B-7001 BAT OUT Connector Pinout 
(Figure), 



3-14 



732B-7001 External Battery and Charger, 1-4 



732B-7001 External Battery and Charger Eront 



Panel, 3-3 



732B-7001 External Battery/Charger Eront Panel 



Features (Figure), 3-8 



732B-7001 External Battery/Charger Front Panel 



Features (Table), 3-8 



732B-7001 External Battery/Charger Rear Panel 



Features (Figure), 3-9 



732B-7001 Externa l Bat tery/Charger Rear Panel 



Features (Table), 3-9 



734A DC Reference Standard (engineering 



drawing), 6-6 



734A DC Reference Standard (Table). 



6-5 



734A-7001 Instrument Enclosure, ! 1-4| 
734A-7001 Instrument Enclosure Eront Panel, ||]- 

I 

734A-7001 Instrument Enclosure Eront Panel 



Features (Figure), !3-10 



734A-7001 Instrument Enclosure Eront Panel 



Features (Table), 3-10 



734A-7001 Instrument Enclosure Rear Panel, 3-3 
734A-7001 Instrum ent Enc losure Rear Panel 
Eeatures (Eigure), !3-1 1 ! 

734A-7001 Instrum ent En closure Rear Panel 
Eeatures (Table),! 3-11 ! 



1 



732B/734A 

Instruction Manual 



— A— 

A1 Front Panel Asse mbly 1 4-8 
A1 Front Panel PCA,|7-3 



A1 Front Panel PCA (engine ering d rawing), 6-17 
A1 Front Panel PCA (Table), 



6-16 



A2 Flex Circuit PCA, |7-5 
A3 BCD Switch PCA,]T^ 
A4 Oven Control PCA, 7-7 
A5 Power Supply PCA, 7-8 



A5 Power Supply PCA (engineering drawin jfc), 6- 
21 



A5 Power Supply PCA (Table), 6-19, 6-20 



A5 Power Supply/B attery C harger Block 



Diagram (Figure), ! 4-10 



AC Line Cords Available for Fluke Instruments 



(Table), 2-3 



A C Pow er to Battery Power Switching Circuitry, 



4-13 



Access Procedures, 5-9 



Accessing Internal Components (Figure),|5-10 



Accessing the A5 Battery Charger J 5-13 
Accessory Y734 Rack Mount Kit, 



1-4 



— B— 

B-7001 Exter nal Battery and Charger Rear 



Panel, 3-3 



Bat Switch, Setting, |3-12 
Battery 



Charging, |3-12 



Replacing, 3-13 



Battery Charger, 4-11, 5-15 



Battery Circuit, 4-13 



Biasing the Re famp for Low Temperature 



Coefficient, 4-7 



Buffering of the lOV Output, 4-8 



— c— 



Calibration, 5-3 



Calibration Options, 1-5 



Calibration with Adjustment,|5-6 



Calibration Without Adjustment,! 5 -8 



5-3 



Charging the Internal Battery, 3-12 
Cleaning the External Surfaces, 
Connecting Cables to the Output, 
Connecting the Guard and Grou nd, ! 3- 15 
Connecting to Line Power, 



3-14 



2-5 



— E— 

Equipment Re quired for Calibration (Table), [5-4 
Error Sources, 3-18 



— G— 

Generating the 1.018V Output, 4-7 



GROUND Connections, 3-15 



GUARD Connections, 3-15 



— H— 

Hardware Options, [l-4| 

— I— 

IN CAL Indicator 

Monitori ng Rem otely, 



Resetting,! 3-16 



3-16 



IN CAL LED Logic, 


5-16 


IN CAL Logic, 4-12 





IN CAL Status Output Circuit (Eigure), 



Initial Access Procedure, 5-9 



Inspection,|2-3 



3-17 



Installing a 732B or 732B-7001 in a 734A-7001 



Instrument Enclosure, 



2-5 



Installing a 732B or 732B-7001 in a 734A-7001 
Instrument Enclosure (Eigure), 2-8 



— L— 



LED Drive Logic, 4-12 



Line Power Cords Available for Eluke 
Instruments (Eigure), 



2-4 



Line Power Label and Euse Location (Eigure 
7 



Line Voltage Selection, 2-4^ 



List of Replaceable Parts, 6-3 



Loading Error Example (Eigure)J 3-19 



Location of 732B Calibration Adjustment 



Switches (Eigure), 5-7 
Long-Term Stability, Monitoring j3-17| 

— M— 



Maintenance, 5-3 



Manual Status Information, 6-3 



Mechanically Induced Errors, 3-18 



Minimizing Error Sources, 3-18 



Model 73 2B-70 01 External Battery/Power 



Supply, 4-5 



Model 734 A Eunctional Description, 4-5 



Monitoring Long-Term Stability, 3-17 
Monitoring Oven Temperature, 3-16 



Monitoring The IN CAL Indicator State 
Remotely, 3-16 



— N— 



Newer Instruments, 6-3 



— o— 

Operation, 3-3 
Options 



2 



Index (continued) 



Calibration, 1-5 



Hardware, 1-4 



Output Cable Loading, 3-18 
Oven Temperature 



Monitoring,! 3-16 



Oven Temperature Controller A4, 4-8 



Overall Functional Description, 4^3 
Overvoltage Protection Circuitry, 



4-9 



— P— 

Power Supp lies and Battery Charger Assembly 



A5, 4-9 



Powering the Standard, |3-1 1 j 
Powering the Standard from a 732B-7001, 
P repar ing for lOV Calibration with Adjustment, 



3-12 



5-4 



Preparing for Calibration, 5-4 



— R— 

Raw DC Power Supply, 4-1 1 . 
Rear Panel Connectionsj4-13 



Removing the Power Transformer Assembly, E 
13 



Replacing the Battery, 5-9 



Replacing the Batte ry (F igure), 



Replacing the Fuse, |5-3 



5-12 



Replacing the Internal Battery, ] 3-13 
Replacing the Oven Assembly, 5-13 



Resetting the IN CAL Indicator, 3-16 



— s— 

Schematic diagrams, 7-3 



Selecting Line Voltage and Accessing the Fuse, 



2-4 



Sense Current Cancellation, 4-7 1 



Service and Reship ment I nformation, ! 1-6 



1-6 



Service Information, ! 5-3 
Setting the BA T Sw itch, 3-12 
Specifications, 



Standard Equipment (Tab le), |2-3 
Summary of the Features, 3-3 



— T— 



Theory of Operation, 


4-: 


i" 


Thermal EMFs, 3-18 






Thermistor, Oven, 3-16 


Transformer/Rectifier/Eilter, 5-15 



Troubleshooting,! 5-14 



Troubleshoo ting th e A5 Battery Charger 
Assembly, 



5-14 



Typical 732B Cable Connections (Figure), ! 3-15 



— u— 



Unpacking and Inspection,! 2-3 



— w— 

Warranty Information, [H] 



3 



